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1.0  INTRODUCTION 
 
The Department of Pesticide Regulation (DPR) requested the Air Resources Board (ARB) 
to conduct ambient air monitoring for bromomethane (methyl bromide) and 1,3-
dichloropropene (Telone) using six-liter Silco™ canisters for sample collection.  1,3-
Dichloropropene is a mixture of two isomers, cis-1,3-dichloropropene and trans-1,3-
dichloropropene, and both isomers are quantified separately in this report.  ARB staff 
analyzed ambient air samples collected during a six-week period at six Ventura County 
monitoring sites.  This report covers the analytical and quality assurance results for this 
ambient air-monitoring program.  The standard operating procedure (SOP) for the analysis 
of bromomethane and 1,3-dichloropropene is attached as Appendix 1.  DPR requested an 
estimated quantitation limit (EQL) for bromomethane and 1,3-dichloropropene of 0.1 and 
0.5 μg/m3 ,respectively.

 
2.0  METHOD DEVELOPMENT AND STANDARD OPERATING PROCEDURE  
 
2.1  Overview 
 
The method follows U. S. Environmental Protection Agency (USEPA) Compendium 
Method TO-15.  Each field sample is pressurized to approximately 5 pounds per square 
inch gauge (psig) before sample analysis.  The canister samples are concentrated using a 
cryogenic autosampler/concentrator (cryosampler) and then loaded onto the capillary 
column.  The cryosampler contains a Nafion dryer, which reduces water vapor in the 
sample stream.  A gas chromatograph equipped with a high-resolution capillary column 
separates the sample components.  A linear quadrapole mass spectrometer operated in 
selected ion monitoring (SIM) mode detects the sample components.  The results of the 
analysis are calculated using an external standard method.  
 
2.2  Instrument Reproducibility 
 
In order to establish the reproducibility of this method, staff prepared three spiked standard 
mixtures of bromomethane and 1,3-dichloropropene.  Staff analyzed each standard 
concentration five times using a 400-milliliter (ml) sample size.  Table 1 shows the 
instrument reproducibility results for bromomethane and 1,3-dichloropropene.  
 
2.3  Calibration  
 
The gas chromatograph is calibrated using an external standard method.  A calibration 
curve is constructed by linear regression analysis of calibrator results.  The high point of 
the calibration is determined by sampling 400 ml of a canister containing the high point 
concentration.  Subsequent calibration points are determined by injecting smaller amounts 
from the high calibrator canister.  The subsequent calibration points volumes are 200, 100, 
50, 25 and 15 ml.  Calibration curves used for the current study had an r2 value (variance) 
equal to or greater than 0.99.  The instrument is calibrated whenever the continuing 
calibration check is not within 20% of it’s target value or the Laboratory Control Sample 
(LCS) is not within control limits. 
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2.4  Minimum Detection Limit (MDL) 
 
This method follows standard USEPA procedures to calculate the MDL.  Using the 
analysis of seven low-level matrix spikes the MDL and EQL for a 400-ml sample are 
calculated as follows:  
    
s = the standard deviation of the concentration calculated for the seven replicate spikes. 
 
For bromomethane:  s = 2.5 ng/m3

MDL = (3.14)*(s) = (3.14) *(2.5) = 7.7 ng/m3

EQL = (5)*(MDL) = (5) *(7.7) = 39 ng/m3

Assume 1:1.5 dilution for pressurization of sample; EQL=39 ng/m3 * 1.5 = 58 ng/m3

 
For cis-1,3-dichloropropene:  s = 1.9 ng/m3

MDL = (3.14)*(s) = (3.14) *(1.9) = 5.8 ng/m3

EQL = (5)*(MDL) = (5) *(5.8) = 29 ng/m3

Assume 1:1.5 dilution for pressurization of sample; EQL=29 ng/m3 * 1.5 = 44 ng/m3

 
For trans-1,3-dichloropropene:  s = 1.4 ng/m3

MDL = (3.14)*(s) = (3.14) *(1.4) = 4.4 ng/m3

EQL = (5)*(MDL) = (5) *(4.4) = 22 ng/m3

Assume 1:1.5 dilution for pressurization of sample; EQL=22 ng/m3 * 1.5 = 33 ng/m3

 
 
 
The dilution factor reflects the expected dilution of the field sample when the canister is 
pressurized to approximately five (5) psig just prior to analysis.  This dilution factor (1.5) is 
used to adjust the EQL value to reflect the expected dilution of the field samples and must 
be factored in for actual quantification of samples. 
 
For results above the EQL the lab reports these values to three (3) significant figures.  
Results below the EQL but greater than or equal to the MDL are reported as detected 
(DET).  If a result is less than MDL it is reported as <MDL. 
 
The requested EQL’s for bromomethane and 1,3-dichloropropene were 0.1 and 0.5 μg/m3, 
respectively.  Based on a 400-ml sample size the EQL’s achieved were 0.058 μg/m3 for 
bromomethane, 0.044 μg/m3 for cis-1,3-dichloropropene and 0.033 μg/m3 for trans-1,3-
dichloropropene.  The maximum sample size was set at 400 ml based on the increased 
probability of matrix interference from high levels of sample moisture and matrix.  The mass 
spectrometer was operated using selected ion monitoring (SIM) mode to achieve the highest 
level of instrument sensitivity. 
 
2.5  Collection Efficiency (Recovery) 
 
Collection efficiency was established for the 2001 methylbromide and telone study (see 
December 2001 report, Project # P-01-004).  Eight (8) canisters were used to determine 
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method recovery.  Staff spiked four (4) canisters with standard at a level equivalent to a 
point at the lower end of the calibration range.  Staff spiked an additional four (4) canisters 
with standard at a level equivalent to a point at the higher end of the calibration range.  
Using standard sampling conditions, staff introduced ambient air into the canisters.  
Sampling was performed on the sampling platform at ARB 13th & T Sacramento.  Staff 
then analyzed the canisters and compared the results to the theoretical (expected) values. 
See Table 2 for comparison results. 
 
2.6  Storage Stability 
 
Storage stability was established for the 2001 methylbromide and telone study (see 
December 2001 report, Project # P-01-004).  Staff spiked four (4) canisters with a gas 
standard at the mid-calibration range and held the canisters under laboratory conditions 
until analysis.  Analysis of the spiked canisters occurred at day 0, 5, 13, and 35.  See 
Table 3 for sample stability results. 
 
2.7 Canister Cleaning 
 
Canisters are cleaned in batches of eight (8).  Staff chooses one of the cleaned canisters 
for GCMS analysis.  Normally, staff analyzes the canister with the highest level of target 
compound.  If results for the target compounds are not below method MDL’s the entire 
cleaning batch is re-cleaned and rechecked.  Appendix 2 contains the standard operating 
procedure for canister cleaning.   
 
3.0  AMBIENT AIR MONITORING SAMPLE RESULTS   
 
The laboratory received 181 ambient air samples from Ventura County, including four (4) 
trip blanks, two (2) trip spikes and four (4) field spikes.  Three (3) lab spikes were prepared 
and held in the laboratory.  Table 4 contains the results for the analysis of the 
bromomethane and 1,3-dichloropropene in ambient air samples.  Results for analytical 
duplicates are reported in Table  5.  
 
Field samples with analyte concentrations that exceeded the method linearity were diluted 
and reanalyzed.  Staff diluted samples by injecting a volume of sample less than 400 ml.  
Dilution results were multiplied by the volume ratio (400 ml/volume injected) to calculate 
the actual concentration.  The sample concentrator cannot accurately deliver volumes less 
than 15 ml.  Samples with extremely high concentration of analytes were diluted in a clean 
six-liter canister using ultra pure nitrogen as the dilulent. 
 
4.0  ANALYTICAL QUALITY CONTROL 
 
4.1  Laboratory System Blanks 

 
The laboratory system blank checks the analytical system for contamination.  A laboratory 
system blank, which is 400 ml of ultrapure nitrogen, is run before the start of an analytical 
batch, after every tenth sample and at the end of the analytical sequence.  Staff defines an 
analytical batch as the samples in an automated GC/MS analytical sequence.  
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For the Ventura County study some of the system blank results were in the Detect (Det) 
range.  The Det blanks from the 9/7/05 and 9/13/05 analytical batches were probably 
caused by carryover from a high level of analyte in the previous sample.  Two blanks from 
the 9/8/05 analysis batch had detectable amounts of methylbromide which could not be 
explained.  None of these batches were repeated.  All other system blank results were less 
than the method detection limit (<MDL). 
 
4.2  Method Calibration 
 
The analytical method uses a certified gas standard for calibration.  Before analysis, the 
detector is autotuned and the results are evaluated using the criteria listed in Appendix 3.  
The certified standard used for the current project was obtained from Spectra Gases and 
has the following specifications: bromomethane 10.0 ppbv, cis-1, 3-dichloropropene 5.0 
ppbv, trans-1, 3-dichloropropene 5.0 ppbv, analytical accuracy +/- 20%, Cylinder #CC-
197279.  Staff prepares working calibration gas by diluting the certified stock standard to 
produce the calibration curve detailed in Appendix 4.  
 
4.3  Laboratory Control Samples 
 
Analysis of a laboratory control sample (LCS) occurs with each analytical batch.  The stock 
standard for LCS preparation should not be the same stock standard used to calibrate the 
instrument.  The certified standard used for the current project was obtained from Scott 
Specialty Gases and has the following specifications: bromomethane 11.0 ppbv, cis-1,3-
dichloropropene 5.0 ppbv, and trans-1,3-dichloropropene 5.0 ppbv  
+/- 20%, cylinder AAL071035.  The LCS is prepared by spiking the stock standard into a 
six-liter canister and diluting to a specific concentration with ultrapure nitrogen.  A 400-ml 
LCS sample is analyzed with each analytical batch.  Staff used the following acceptance 
criteria to evaluate the LCS: warning limit = sample mean +/- 2 standard deviations; control 
limit = sample mean +/- 3 standard deviations. 
 
Acceptance ranges used during the current program are: bromomethane, mean = 473 
ng/m3, standard deviation 29.4 ng/m3, range 385-561 ng/m3; cis-1, 3-dichloropropene, 
mean 299 ng/m3, standard deviation 19.2 ng/m3, range 242-357 ng/m3; trans-1, 3-
dichloropropene, mean 286 ng/m3, standard deviation 23.9 ng/m3, range 215-358 ng/m3 .  
The stock standard used to prepare the LCS was not available for the 8/30/05 and 8/31/05 
sample batches.  All LCS results were within the acceptance criteria.  Results of the LCS 
analyses are tabulated in Table 6. 
 
4.4  Continuing Calibration Verification Standard 
 
Staff includes a continuing calibration verification standard (CCV) at the beginning of each 
analytical batch, after every tenth sample in an analytical sequence and at the end of each 
analytical batch.  The CCV must be within + 20% of the expected value.  If the CCV is 
outside of limits, staff takes appropriate corrective action, and then reanalyzes the CCV 
and the affected samples.  Calibration of the entire system occurs if the reanalysis of the 
CCV is outside of acceptance limits.  A summary of the average percent recovery and 
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standard deviation for the CCV’s is reported in Table 7. 
 
CCV values were out of range for methylbromide on the 8/30/05, 8/31/05 and 9/1/05 
sample batches.  The methylbromide affected samples were either repeated or reported as 
invalid.  The CCV values for telone were out of range for the 11/28/05 sample batch.  All 
samples for this batch were repeated for telone.  All other CCV values were within range.  
 
4.5  Laboratory Duplicate Samples 
 
Staff analyzed approximately 10% of the ambient air samples as duplicates.  Results of 
these duplicate analyses appear in Table 5.  
 
5.0  AMBIENT AIR FIELD, TRIP, LABORATORY SPIKES AND TRIP BLANKS 
 
Three (3) laboratory spikes, two (2) trip spikes, four (4) field spikes and four (4) trip blanks 
were analyzed during the Ventura County ambient air program.  A set of canisters was 
spiked approximately every two weeks for the duration of the monitoring program.  The 
staff held the lab spikes in the laboratory and analyzed them with the field samples.  The 
stock standard used for spikes was the same standard used to prepare calibration 
standards. 
 
5.1 Laboratory spikes 
 
Three (3) canisters were spiked and stored at ambient temperature in the laboratory.   
Table 8 presents the laboratory spike results.  The average spike recovery was: 
bromomethane 93%, cis-1,3-dichloropropene 82% and trans-1,3-dichloropropene 85%. 
 
5.2  Trip spikes 
 
Two (2) canisters were spiked and taken into the field along with the field sample 
canisters.  The trip spike accompanies field staff to the field and is returned to the 
laboratory.  Trip spikes do not undergo field sampling.  Three canisters were prepared as 
trip spikes but one was used as a field spike.  Table 8 presents the trip spike results.   
 
Because of laboratory instrument failures trip spike #1175 was analyzed several times.  
The sample canister pressure after the first valid analysis was less than “0” psig.  It is likely 
that the analysis short sampled and the results are invalid. 
 
5.3  Field spikes 
 
Three (3) canisters were spiked and taken into the field along with the field sample 
canisters.  The fourth field spike result in Table 8 was prepared as a trip spike but sampled 
as a field spike.  Sampling of the field spikes occurred at a co-located monitoring site.  
Introduction of ambient air into the spiked canisters follows the ambient air sampling 
protocol.  Field spike results were corrected for co-located background levels.  The field 
spike results are reported in Table 8.   
 

5 



Field spike canister #1178 was analyzed several times due to instrumentation problems. 
The sample canister pressure after the first valid analysis was less than “0” psig.  It is likely 
that the analysis short sampled and the results are invalid.   
 
5.4 Trip blanks 
 
The lab received four (4) trip blank canisters.  A trip blank is an evacuated six-liter canister. 
 Trip blank canisters accompany field staff through the sampling process.  Field staff 
returns trip blanks and analytical samples to the lab for analysis.  The trip blanks are 
pressurized to approximately five (5) psig with ultrapure nitrogen and analyzed.  Table 9 
presents the trip blank results. 
 
Trip blank Log #31 was analyzed on 09/01/05.  The sample contained detectable (DET) 
amounts of the telone isomers.  The sample was reanalyzed and the results were still Det 
for the telone isomers.   
 
Trip blank Log #63 was analyzed on 9/13/05.  The sample contained a DET amount of 
methylbromide.  The sample was not reanalyzed. 
 
6.0 DISCUSSION 
 
This study was plagued by laboratory instrument failures.   These failures included: the 
internal standard metering system, the automated sampling software, the GC oven 
temperature control, the cryosampler, and the GC analytical column.  As a result the 
laboratory staff was unable to provide clean canisters in a timely manner.  The study had 
to be shortened from eight weeks to six weeks and many of the field samples had to be 
held longer than the verified hold time.  Samples analyzed after a 35 day hold have 
questionable results.  These results are marked in the result table with bold characters. 
 
Instrument failures resulted in many samples being analyzed several times.  By the time 
some of these samples were included in a valid analytical batch the canister pressure was 
below zero psig.  Samples with a post analysis pressure below zero may indicate that the 
analysis used a short sample.  The validity of these results is also questionable.  Two of 
the spike samples fell into this category.   
 
The standard gas used for the preparation of the laboratory control sample (LCS) did not 
arrive on site until after the start of sample analysis.  The first two analytical batches, on  
8/30/05 and 8/31/05, did not include an LCS. 
 
Some samples which were analyzed multiple times were never included in a batch which 
was valid for methylbromide.  These samples are reported as “INVALID” in the results 
table. 
 
Sample analysis began using an internal standard calibration method.  Beginning on 
9/13/05 the internal standard system would not function properly.  Lab staff had to switch 
to an external standardization method.  Sample results that were analyzed before 9/13/05 
were reprocessed using the external standard method.  
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Previous studies for methylbromide and telone were conducted with two separate 
analytical systems available.  This allowed for continued analysis if one system was not 
functioning.  The current study was done using a single analytical system.  When the 
instrument was “down”, sample analysis could not be completed.  In this situation, with a 
limited number a canisters available and the instrument malfunctioning, laboratory staff 
could not provide clean canisters for continued monitoring.  The situation continued long 
enough that the field samples were held past their verified hold time.  If the current study is 
repeated in the future a backup analytical system should be available so that sample data 
will not be lost. 
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Table 1: Instrument Reproducibility 
MSD-4 

 
 

  
 
    Low Level 

 Methyl 
Bromide 
(ng/m3) 

 Cis-1,3-
Dichloropropene 

(ng/m3) 

 Trans- 1,3-
Dichloropropene 

(ng/m3) 

        
        
 1  27.7  13.1  12.0 
 2  28.4  12.7  10.8 
 3  28.7  11.7  9.5 
 4  28.8  11.3  9.7 
 5  27.8  11.4  10.4 
        
 Average  28.28  12.04  10.48 
 SD  0.507  0.811  0.998 
 RSD  1.79  6.74  9.53 

  
   Medium Level       

 1  217.18  117.90  106.15 
 2  214.26  112.85  103.04 
 3  210.05  116.24  105.23 
 4  215.40  108.73  100.18 
 5  214.77  110.71  101.48 
        
 Average  214.33  113.29  103.22 
 SD  2.636  3.795  2.496 
 RSD  1.23  3.35  2.42 
        

 
 High Level       

 1  827.68  384.94  354.83 
 2  830.28  387.60  355.24 
 3  851.19  383.94  357.85 
 4  853.22  383.33  355.10 
 5  837.73  412.87  381.48 
        
 Average  840.02  390.54  360.90 
 SD  11.741  12.591  11.569 
 RSD  1.40  3.22  3.21 

 
Data from 2005 
 

Notes: 
m3 Cubic meters 
ng Nanograms 
RSD Relative standard deviation 
SD Standard deviation
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TABLE 2: Collection Efficiency Results 
 

Low Range Samples 
 

Bromomethane     Cis-1,3-dichloropropene    Trans-1,3-dichloropropene Canister 
Number Expected 

(ng/m3) 
Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3)

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3)

Recovery 
(%) 

DPR 1113 111 97 87 123 108 89 123 110 89 
DPR 1102 111 136 122 123 101 82 123 104 85 
DPR 1053 111 143 129 123 97 79 123 104 85 
DPR 1109 111 148 133 123 90 73 123 91 74 

 
 

High Range Samples 
 

Bromomethane     Cis-1,3-dichloropropene    Trans-1,3-dichloropropene Canister 
Number Expected 

(ng/m3) 
Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3)

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3)

Recovery 
(%) 

DPR 1052 418 434 104 460 487 106 460 448 97 
DPR 1062 418 490 117 460 424 92 460 405 88 
DPR 1092 418 456 109 460 398 87 460 409 90 
DPR 1065 418 458 110 460 487 106 460 451 98 

 
Note:  
 
Sampled at 13th and T Sacramento on 7/12/00 
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TABLE 3: Canister Stability 
 
 
 

Bromomethane Cis-1,3-dichloropropene Trans-1,3-dichloropropeneTime 
(days) 

Canister 
Number 

Area 
analyte/Area 
Internal Std 

Recovery 
(%) 

Area 
analyte/Area 
Internal Std 

Recovery 
(%) 

Area 
analyte/Area 
Internal Std 

Recovery 
(%) 

0 DPR1059 2.33 NA 1.66 NA 1.25 NA 
 DPR1062 2.23 NA 1.54 NA 1.14 NA 
 DPR1104 2.35 NA 1.76 NA 1.32 NA 
 DPR1149 2.08 NA 1.39 NA 0.96 NA 
5 DPR1059 2.39 103 1.70 102 1.32 106 
 DPR1062 2.37 106 1.76 114 1.35 118 
 DPR1104 2.43 103 1.62 92 1.26 95 
 DPR1149 2.21 106 1.43 103 1.02 106 

13 DPR1059 2.61 112 1.74 105 1.40 112 
 DPR1062 2.64 118 1.7 110 1.31 115 
 DPR1104 2.69 114 1.85 105 1.48 112 
 DPR1149 2.34 112 1.40 101 1.04 108 

35 DPR1059 2.31 99 1.72 104 1.43 114 
 DPR1062 2.26 101 1.63 106 1.26 111 
 DPR1104 2.34 100 1.86 106 1.56 118 
 DPR1149 2.10 101 1.39 100 1.08 113 

 
Data from 2001 
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Table 4:  Ventura County Ambient Monitoring Results 
 
 

Results (ng/m3)  Log 
Number 

Sample 
Identification 

Date 
Received 

Date 
Analyzed Methyl Bromide Cis-Telone Trans-Telone 

1 1-LS-1185 08/29/05 08/30/05 1.42E+02 1.12E+02 1.12E+02 
2 1-CT-1091 08/29/05 08/30/05 INVALID 8.67E+02 7.54E+02 
3* 1-LV-1187 08/29/05 08/30/05 INVALID 1.97E+02 1.77E+02 
4 1-FS-1172 08/29/05 08/30/05 4.18E+02 4.57E+02 4.42E+02 
5 1-FC-1105 08/29/05 08/30/05 8.83E+02 4.62E+02 4.93E+02 
6 1-WD-1132 08/29/05 08/30/05 3.03E+02 6.05E+02 5.89E+02 
7 2-LS-1097 08/29/05 08/30/05 1.37E+02 1.97E+02 1.91E+02 
8 2-LS-C-1084 08/29/05 08/30/05 1.54E+02 1.99E+02 1.99E+02 
9 2-CT-1137 08/29/05 08/30/05 INVALID 2.90E+03 2.37E+03 

10 2-CT-C-1111 08/29/05 08/30/05 INVALID 2.59E+03 2.22E+03 
11* 2-LV-1176 08/29/05 08/30/05 2.71E+03 1.07E+03 1.16E+03 
12 2-LV-C-1157 08/29/05 08/31/05 1.81E+03 6.62E+02 6.00E+02 
13 2-FS-1133 08/29/05 08/31/05 7.59E+02 7.01E+02 7.36E+02 
14 2-FS-C-1178 08/29/05 08/31/05 6.91E+02 7.03E+02 6.50E+02 
15 2-CF-1179 08/29/05 08/31/05 7.65E+02 4.76E+02 4.92E+02 
16 2-CF-C-1159 08/29/05 08/31/05 8.04E+02 4.85E+02 4.82E+02 
17 2-WD-1071 08/29/05 08/31/05 6.94E+02 1.38E+03 1.32E+03 
18* 2-WD-C-1180 08/29/05 08/31/05 6.20E+02 1.25E+03 1.21E+03 
19 3-LS-1124 08/29/05 08/31/05 2.38E+02 1.06E+02 7.68E+01 
20 3-CT-1186 08/29/05 08/31/05 1.28E+03 4.01E+03 3.57E+03 
21 3-LV-1126 08/29/05 08/31/05 2.49E+03 7.07E+02 6.51E+02 
22 3-FS-1148 08/29/05 08/31/05 6.82E+02 7.25E+02 6.96E+02 
23 3-CF-1098 08/29/05 08/31/05 2.44E+03 4.66E+02 4.25E+02 
24 3-WD-1062 08/29/05 08/31/05 3.24E+02 1.89E+03 1.88E+03 
25 4-LS-1175 08/29/05 08/31/05 DET 2.90E+02 2.38E+02 
26 4-CT-1153 08/29/05 08/31/05 3.23E+03 3.77E+03 3.64E+03 
27 4-LV-1056 08/29/05 08/31/05 4.29E+03 2.41E+03 2.14E+03 
28 4-FS-1064 08/29/05 08/31/05 4.03E+03 1.18E+03 1.06E+03 
29 4-CF-1122 08/29/05 09/01/05 7.41E+03 2.63E+03 2.24E+03 
30* 4-WD-1171 08/29/05 09/01/05 5.86E+03 2.72E+03 2.37E+03 
32 5-LS-1151 09/01/05 09/07/05 6.94E+02 DET 1.39E+02 
33 5-LS-C-1068 09/01/05 09/07/05 4.83E+02 1.56E+02 1.36E+02 
34 5-CT-1142 09/01/05 09/07/05 6.29E+02 2.49E+02 2.42E+02 
35 5-CT-C-1177 09/01/05 09/07/05 9.01E+02 2.16E+02 2.05E+02 
36 5-LV-1196 09/01/05 09/07/05 2.10E+03 3.71E+02 3.28E+02 
37 5-LV-C-1067 09/01/05 09/07/05 1.33E+03 DET DET 
38 5-FS-1050 09/01/05 09/07/05 4.25E+03 4.98E+02 4.67E+02 
39 5-FS-C-1066 09/01/05 09/07/05 3.60E+03 6.27E+02 6.39E+02 
40 5-DF-1164 09/01/05 09/07/05 1.45E+04 5.67E+02 4.70E+02 
41 5-DF-C-1129 09/01/05 09/07/05 1.58E+04 6.22E+02 5.49E+02 

 

11 



Table 4:  Ventura County Ambient Monitoring Results 
 
 

Results (ng/m3)  Log 
Number 

Sample 
Identification 

Date 
Received 

Date 
Analyzed Methyl Bromide Cis-Telone Trans-Telone 

42 5-WD-1128 09/01/05 09/07/05 1.20E+04 1.38E+03 1.16E+03 
43 5-WD-C-1090 09/01/05 09/07/05 1.53E+04 1.33E+03 1.36E+03 
44 6-LS-1170 09/06/05 09/09/05 DET <MDL <MDL 
46 6-CT-1089 09/06/05 09/09/05 3.74E+02 1.65E+02 1.75e+02 
47 6-LV-1138 09/06/05 09/09/05 6.77E+02 DET DET 
48 6-FS-1060 09/06/05 09/09/05 5.35E+02 3.47E+02 3.17E+02 
49 6-DF-1135 09/06/05 09/09/05 1.34E+03 3.30E+02 3.22E+02 
50 6-WD-1065 09/06/05 09/09/05 5.06E+02 2.33E+02 2.40E+02 
51 7-LS-1163 09/06/05 09/09/05 DET DET DET 
52 7-CT-1088 09/06/05 09/09/05 2.87E+02 1.40E+03 1.18E+03 
53 7-LV-1134 09/06/05 09/09/05 2.61E+02 9.12E+02 7.99E+02 
54 7-FS-1069 09/06/05 09/12/05 1.48E+02 3.10E+02 2.68E+02 
55 7-DF-1051 09/06/05 09/12/05 4.98E+02 6.54E+02 5.35E+02 
56 7-WD-1081 09/06/05 09/12/05 DET 1.66E+02 1.39E+02 
57 8-LS-1149 09/06/05 09/12/05 <MDL DET DET 
58 8-CT-1082 09/06/05 09/12/05 6.20E+02 1.25E+03 1.02E+03 
59 8-LV-1085 09/06/05 09/12/05 4.75E+02 1.69E+03 1.40E+03 
60 8-FS-1075 09/06/05 09/12/05 <MDL 5.64E+02 5.15E+02 
61 8-DF-1146 09/06/05 09/12/05 3.60E+02 1.58E+03 1.28E+03 
62 8-WD-1150 09/06/05 09/12/05 8.74E+02 3.11E+02 2.83E+02 
65* 9-LS-1125 09/13/05 09/13/05 1.53E+02 1.14E+02 9.40E+01 
66* 9-LS-C-1101 09/13/05 09/13/05 4.75E+03 2.06E+03 1.80E+03 
67 9-CT-1103 09/13/05 09/13/05 1.43E+03 5.62E+03 4.83E+03 
68* 9-LV-1141 09/13/05 09/13/05 2.11E+03 1.10E+04 8.95E+03 
69 9-FS-1053 09/13/05 09/13/05 1.40E+03 6.15E+03 6.29E+03 
70 9-DF-1145 09/13/05 09/16/05 8.02E+02 1.34E+03 1.36E+03 
71 9-WD-1076 09/13/05 09/16/05 1.88E+03 4.40E+02 3.02E+02 
72 10-LS-1167 09/13/05 09/16/05 2.55E+02 DET DET 
73 10-LS-C-1139 09/13/05 09/16/05 2.13E+02 DET DET 
74 10-CT-1112 09/13/05 09/16/05 3.12E+02 3.77E+03 2.87E+03 
75 10-CTC-1094 09/13/05 09/16/05 5.49E+02 3.82E+03 2.90E+03 
76 10-LV-1123 09/13/05 09/16/05 3.04E+03 7.94E+03 6.75E+03 
77 10-FS-1099 09/13/05 09/16/05 5.83E+02 1.19E+03 9.95E+02 
78 10-DFC-1113 09/13/05 09/16/05 2.21E+02 4.90E+02 4.26E+02 
79 10-DF-1087 09/13/05 09/16/05 1.50E+02 6.14E+02 5.38E+02 
80 10-WD-1182 09/13/05 09/20/05 DET 1.82E+02 1.51E+02 
81 10-WDC-1063 09/13/05 09/20/05 1.16E+02 1.69E+02 1.80E+02 
82 11-LS-1165 09/13/05 09/20/05 DET 3.70E+02 3.15E+02 
83 11-CT-1173 09/13/05 09/20/05 INVALID 2.55E+03 2.41E+03 
84 11-LV-1162 09/13/05 11/14/05 3.77E+02 3.06E+03 2.88E+03 
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Table 4:  Ventura County Ambient Monitoring Results 
 
 

Results (ng/m3)  Log 
Number 

Sample 
Identification 

Date 
Received 

Date 
Analyzed Methyl Bromide Cis-Telone Trans-Telone 

85 11-FS-1168 09/13/05 11/14/05 8.16E+02 7.41E+02 7.25E+02 
86* 11-DF-1086 09/13/05 11/14/05 INVALID 6.19E+02 6.80E+02 
87* 11-WD-1061 09/13/05 11/14/05 DET 5.48E+02 5.12E+02 
89 12-LS-1092 09/19/05 11/14/05 DET 2.40E+02 2.00E+02 
92 12-CT-1186 09/19/05 11/14/05 INVALID 4.07E+04 3.61E+04 
93 12-LV-1172 09/19/05 11/14/05 DET 1.10E+04 8.81E+03 
94 12-FS-1084 09/19/05 11/14/05 DET 6.83E+03 6.16E+03 
95 12-DF-1126 09/19/05 11/14/05 DET 1.68E+03 1.47E+03 
96 12-WD-1132 09/19/05 11/14/05 DET 1.12E+03 8.66E+02 
97 13-LS-1071 09/19/05 11/14/05 DET 1.33E+03 1.21E+03 
98 13-CT-1158 09/19/05 11/14/05 INVALID 3.06E+04 3.16E+04 
99* 13-LV-1052 09/19/05 11/14/05 3.84E+02 3.24E+03 2.65E+03 

100* 13-FS-1111 09/19/05 11/14/05 DET 3.42E+03 2.76E+03 
101 13-DF-1059 09/19/05 11/14/05 DET 7.18E+02 4.73E+02 
102 12-WD-1054 09/19/05 11/16/05 DET 1.59E+03 9.84E+02 
103 14-LS-1073 09/19/05 11/16/05 <MDL 3.04E+02 2.72E+02 
104 14-LSC-1161 09/19/05 11/16/05 <MDL 2.75E+02 2.19E+02 
105 14-CT-1180 09/19/05 11/22/05 DET 1.00E+04 1.08E+04 
106 14-CTC-1062 09/19/05 11/22/05 DET 1.25E+04 1.32E+04 
107 14-LV-1056 09/19/05 11/22/05 DET 7.53E+03 7.60E+03 
109 14-FS-1187 09/19/05 11/22/05 DET 1.42E+03 1.10E+03 
110 14-FSC-1185 09/19/05 11/22/05 DET 2.21E+03 2.18E+03 
111 14-DF-1097 09/19/05 11/22/05 DET 1.20E+03 1.08E+03 
112* 14-DF-C-1179 09/19/05 11/22/05 1.16E+02 6.25E+02 4.70E+02 
113 14-WD-1105 09/19/05 11/22/05 DET 2.34E+03 2.07E+03 
114 14-WDC-1137 09/19/05 11/22/05 1.47E+02 1.77E+03 1.31E+03 
115 15-LS-1058 09/19/05 11/22/05 DET 1.70E+02 1.38E+02 
116 15-CT-1098 09/19/05 11/22/05 1.30E+02 3.98E+03 3.17E+03 
117 15-LV-1070 09/19/05 11/23/05 DET 6.39E+02 5.86E+02 
118 15-LVC-1091 09/19/05 11/29/05 DET 7.40E+02 7.26E+02 
119 15-FS-1133 09/19/05 11/29/05 2.94E+02 1.84E+03 1.70E+03 
120* 15-DF-1153 09/19/05 11/29/05 1.15E+02 6.68E+02 5.94E+02 
121 15-WD-1176 09/19/05 11/29/05 3.64E+02 1.36E+03 1.30E+03 
123 16-LS-1102 09/30/05 11/29/05 DET DET DET 
124 16-LSC-1136 09/30/05 11/29/05 <MDL DET DET 
125 16-DF-1064 09/30/05 11/29/05 DET 1.54E+03 1.47E+03 
126 16-WD-1090 09/30/05 11/29/05 <MDL 4.98E+02 5.45E+02 
127 16-WDC-1152 09/30/05 11/29/05 DET 5.67E+02 5.85E+02 
128 16-FS-1089 09/30/05 11/29/05 <MDL 9.73E+02 7.75E+02 
129 16-FSC-1128 09/30/05 11/29/05 DET 1.26E+03 1.02E+03 
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Table 4:  Ventura County Ambient Monitoring Results 
 
 

Results (ng/m3)  Log 
Number 

Sample 
Identification 

Date 
Received 

Date 
Analyzed Methyl Bromide Cis-Telone Trans-Telone 

130 16-LV-1140 09/30/05 11/29/05 <MDL 5.54E+02 5.69E+02 
131 16-LVC-1108 09/30/05 11/29/05 <MDL 4.10E+02 3.87E+02 
132 16-CT-1166 09/30/05 11/29/05 <MDL 5.39E+03 5.39E+03 
133 17-LS-1177 09/30/05 11/30/05 DET DET DET 
134 17-DF-1150 09/30/05 11/30/05 DET 3.98E+02 3.73E+02 
135 17-DF-C-1181 09/30/05 11/30/05 3.67E+02 5.99E+02 6.41E+02 
136 17-WD-1106 09/30/05 11/30/05 DET 7.97E+02 9.18E+02 
137 17-FS-1164 09/30/05 11/30/05 DET 9.68E+02 1.00E+03 
138 17-LV-1075 09/30/05 11/30/05 DET 5.75E+02 5.38E+02 
139 17-CT-1067 09/30/05 11/30/05 DET 1.87E+03 1.80E+03 
140 17-CTC-1066 09/30/05 11/30/05 DET 2.16E+03 2.31E+03 
141* 18-LS-1147 09/30/05 11/30/05 DET DET DET 
142 18-DF-1072 09/30/05 11/30/05 2.51E+02 3.69E+02 3.41E+02 
143 18-WD-1105 09/30/05 12/01/05 1.24E+02 3.47E+02 2.50E+02 
144 18-SF-1196 09/30/05 12/02/05 2.22E+02 7.41E+02 6.02E+02 
145 18-LV-1050 09/30/05 12/02/05 DET 7.87E+02 8.91E+02 
146 18-CT-1142 09/30/05 12/02/05 5.04E+02 1.86E+03 1.97E+03 
147 19-LS-1138 09/30/05 12/02/05 DET DET DET 
148 19-DF-1170 09/30/05 12/02/05 DET 1.58E+02 1.77E+02 
149 19-WD-1122 09/30/05 12/02/05 1.79E+02 DET 1.03E+02 
150 19-FS-1060 09/30/05 12/02/05 DET DET DET 
151 19-LV-1104 09/30/05 12/05/05 4.16E+02 1.12E+02 1.62E+02 
152 19-CT-1129 09/30/05 12/05/05 3.07E+02 1.27E+03 1.66E+03 
153 20-LS-1110 10/03/05 12/05/05 DET DET DET 
154 20-CT-1086 10/03/05 12/05/05 1.39E+02 2.30E+02 2.58E+02 
155 20-LV-1167 10/03/05 12/05/05 2.20E+02 DET 8.94E+01 
156 20-FS-1145 10/03/05 12/05/05 1.32E+02 1.60E+02 2.46E+02 
157 20-DF-1099 10/03/05 12/05/05 1.24E+02 DET 1.03E+02 
158 20-WD-1065 10/03/05 12/05/05 DET 9.64E+01 1.41E+02 
159 21-LS-1093 10/03/05 12/05/05 DET DET DET 
160 21-LSC-1141 10/03/05 12/05/05 DET DET <MDL 
161 21-CT-1076 10/03/05 12/05/05 DET 6.42E+02 8.90E+02 
162 21-CT-C-1087 10/03/05 12/06/05 DET 6.72E+02 8.45E+02 
163 21-LV-1053 10/03/05 12/06/05 2.37E+02 1.97E+02 2.59E+02 
164 21-LVC-1088 10/03/05 12/06/05 1.56E+02 1.61E+02 2.12E+02 
165 21-FS-1112 10/03/05 12/06/05 1.16E+02 5.37E+01 5.65E+01 
166 21-FSC-1085 10/03/05 12/06/05 2.08E+02 5.37E+01 6.54E+01 
168 21-WD-1173 10/03/05 12/06/05 1.61E+02 7.79E+01 8.28E+01 
169 22-LS-1107 10/03/05 12/06/05 DET 1.02E+02 <MDL 
170 22-CT-1168 10/03/05 12/06/05 DET 4.06E+02 4.06E+02 
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Table 4:  Ventura County Ambient Monitoring Results 
 
 

Results (ng/m3)  Log 
Number 

Sample 
Identification 

Date 
Received 

Date 
Analyzed Methyl Bromide Cis-Telone Trans-Telone 

171* 22-LV-1101 10/03/05 12/06/05 DET 1.03E+02 1.27E+02 
172 22-FS-1139 10/03/05 12/06/05 DET DET 9.99E+01 
173 22-DF-1103 10/03/05 12/06/05 1.59E+02 DET 7.56E+01 
174 22-DFC-1082 10/03/05 12/07/05 DET DET 9.02E+01 
175 22-WD-1068 10/03/05 12/07/05 DET DET 1.18E+02 
176 22-WDC-1094 10/03/05 12/07/05 DET 7.53E+01 8.98E+01 
177 23-LS-1171 10/03/05 12/07/05 <MDL 9.61E+01 DET 
178 23-CT-1144 10/03/05 12/07/05 <MDL 1.98E+02 2.25E+02 
179 23-LV-1163 10/03/05 12/07/05 DET 1.47E+02 1.99E+02 
180 23-FS-1169 10/03/05 12/07/05 2.47E+02 DET 7.30E+01 
181 23-DF-1134 10/03/05 12/07/05 5.32E+02 DET 9.92E+01 
182 23-WD-1113 10/03/05 12/07/05 1.57E+02 DET 7.53E+01 

 

15 



 
Table 4 Notes: Ventura County Ambient Monitoring 
 
 
Bold highlight indicates sample exceeded the verified 35 day hold time. 
 
If analytical result is > MDL and < EQL it is reported in the table as detected (DET).  Levels 
> EQL are reported as the actual measured value and are reported to three significant 
figures. 
 
<MDL = Less than method detection limit   
 
INVALID Data not collected for this sample due to laboratory error. 
 
  *    Canister pressure was < 0.0 psig after sampling – possible short sample 
 
Site identification codes followed by -C- are colocated samples for the samples with the 
corresponding number. 
 
Log numbers missing from the data table:  not used 64;  field sampler failed 108, 167;  
quality control sample  31, 45, 63, 88, 90, 91, 122, 183. 
 
Site location identification:  
 
LS: Lincoln School 
CT: Cal-Trans 
LV: Laguna Vista 
FS: Fire Station 
CF: California Dept. of Forestry 
WD: Water District 
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TABLE 5: Laboratory Duplicate Precision for Bromomethane and 1,3-Dichloropropene (Telone) 
 

* Results (ng/m3) Relative Percent Difference   
 

Log # 

 
 

Sample ID 

 
Date 

Received 

 
Date 

Analyzed 
Bromomethane Cis-Telone Trans-Telone  Bromomethane Cis-Telone Trans-Telone 

 21 3-LV-1126 8/29/05 8/31/05 1.59E03 4.53E02 4.17E02  
     1.57E03 4.58E02 4.08E02 1.27 -1.10 2.18 
 28 4-FS-1064 8/29/05 8/31/05 1.77E03 5.17E02 4.63E02  
     1.72E03 5.89E02 5.50E02 2.87 -13.02 -17.18 
 40 5-DF-1164 9/1/05 9/7/05 7.15E03 2.80E02 2.33E02  
     7.33E03 2.80E02 2.38E02 -2.49 0.00 -0.02 
 50 6-WD-1065 9/6/05 9/9/05 2.43E02 1.12E02 1.16E02  
     2.55E02 1.13E02 1.15E02 -4.82 -0.89 0.87 
 56 7-WD-1081 9/6/05 9/12/05 DET 8.11E01 6.79E01  
     DET 7.86E01 6.77E01 NA 0.04 0.29 
 67 9-CT-1103 9/13/05 9/13/05 6.89E02 2.70E03 2.33E03  
     6.92E02 2.82E03 2.39E03 -0.00 -4.35 -2.54 
 72 10-LS-1167 9/13/05 9/16/05 1.30E02 DET DET  
     5.15E01 DET DET 86.50 NA NA 
 97 13-LS-1071 9/19/05 11/14/05 DET 6.43E02 5.84E02  
     6.21E01 6.42E02 5.78E02 NA 0.16 1.03 
 112 14-DFC-1179 9/19/05 11/22/05 5.89E01 3.18E02 2.39E02  
     6.07E01 2.94E02 2.20E02 -3.01 7.84 8.28 
 134 17-DF-1150 9/30/05 11/30/05 DET 1.81E02 1.70E02  
     DET 1.77E02 1.65E02 NA 2.23 2.99 
 140 17-CTC-1066 9/30/05 11/30/05 DET 9.92E02 1.06E03  
     DET 1.02E03 1.11E03 NA -2.78 -4.61 
 147 19-LS-1138 9/30/05 12/2/05 DET DET DET  
     DET DET DET NA NA NA 
 149 19-WD-1122 9/30/05 12/2/05 7.80E01 DET 4.51E01  
     7.90E01 DET 4.30E01 -1.27 NA 4.77 
 157 20-DF-1099 10/3/05 12/5/05 5.83E01 DET 4.84E01  
     DET DET 4.81E01 NA NA 0.62 
 169 22-LS-1107 10/3/05 12/6/05 DET 5.31E01 DET  
     DET 5.19E01 DET NA 2.29 NA 
 182 23-WD-1113 10/3/05 12/7/05 7.29E01 DET DET  
     7.96E01 DET DET -8.79 NA NA 



18 

TABLE 5: Laboratory Duplicate Precision for Bromomethane and 1,3-Dichloropropene (Telone) 
 
Notes: 
DET     Detected below the estimated quantitation limit 
ID     Identification number 
<MDL     Less than the minimum detection limit 
m3     Cubic meters 
ml     Milliliters 
NA     Not applicable 
*     Results are Not corrected for canister dilution 
ng     Nanograms
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TABLE  6: Laboratory Control Sample Results 
 

MSD-4 
 
 
 

Bromomethane  cis-1,3-dichloropropene  trans-1,3-dichloropropene Date of 
Analysis Expected 

(ng/m3) 
Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

8/30/05 NA NA NA NA NA NA NA NA NA 
8/31/05 NA NA NA NA NA NA NA NA NA 
9/1/05 473 477 101 299 314 105 286 303 106 
9/7/05 473 515 109 299 312 104 286 281 98 
9/8/05 473 512 108 299 305 102 286 276 97 
9/9/05 473 505 107 299 332 111 286 308 108 
9/12/05 473 512 108 299 331 111 286 310 108 
9/13/05 473 533 113 299 307 103 286 282 99 
9/16/05 473 452 96 299 301 101 286 276 97 
9/20/05 473 506 107 299 286 96 286 250 87 
9/22/05 473 522 110 299 317 106 286 308 108 
11/10/05 473 457 97 299 258 86 286 238 83 
11/14/05 473 446 94 299 260 87 286 233 81 
11/16/05 473 452 96 299 309 103 286 309 108 
11/17/05 473 471 100 299 287 96 286 283 99 
11/23/05 473 438 93 299 264 88 286 261 91 
11/28/05 473 460 97 299 ** NA  286 **  NA 
11/29/05 473 449 95 299 296 99 286 285 100 
11/30/05 473 468 99 299 300 100 286 291 102 
12/1/05 473 450 95 299 300 100 286 291 102 
12/2/05 473 447 95 299 300 100 286 298 104 
12/5/05 473 448 95 299 300 100 286 327 114 
12/6/05 473 448 95 299 300 100 286 303 106 
12/7/05 473 462 98 299 313 105 286 318 111 

**  Results out of range, data not reported. 
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 Table 7: Continuing Calibration Verification Standard Results Summary 
For Instrument MSD-4 

 
 
 
 

MSD-4 
 

Analyte Average Expected 
Concentration (ng/m3)

Average Actual 
Concentration 

(ng/m3) 

Average Percent 
Recovery  

 

Average Percent 
Standard Deviation 

Bromomethane 667 667 100 7.5 
Cis-1,3-
dichloropropene 

382 360 94 6.0 

Trans-1,3-
dichlorpropene 

382 362 95 6.5 
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TABLE 8: Canister Spikes 

 
MSD-4 

 
Lab Spike Results 

 
Bromomethane cis-1,3-dichloropropene trans-1,3-dichloropropene  

Instrument 
 

Canister 
Number 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

MSD-4 1147 2.51E+03 2.64E+03 1.05E+02 1.48E+03 1.49E+03 1.01E+02 1.48E+03 1.64E+03 1.11E+02
MSD-4 1124 2.25E+03 1.80E+03 8.00E+01 1.34E+03 9.00E+02 6.70E+01 1.34E+03 9.00E+02 6.70E+01
MSD-4  1125 2.11E+03 1.97E+03 9.30E+01 1.25E+03 9.80E+02 7.80E+01 1.25E+03 9.50E+02 7.60E+01

 
 

Trip Spike Results 
 

Bromomethane cis-1,3-dichloropropene  trans-1,3-dichloropropene  
Instrument 

 
Canister 
Number 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

MSD-4 1175* 2.12E+03 1.89E+03 8.90E+01 1.25E+03 8.32E+02 6.70E+01 1.25E+03 4.16E+02 3.30E+01
MSD-4 1146 2.17E+03 1.96E+03 9.00E+01 1.28E+03 9.52E+02 7.40E+01 1.28E+03 9.36E+02 7.30E+01

 
 

Field Spike Results 
 

Bromomethane cis-1,3-dichloropropene trans-1,3-dichloropropene  
Instrument 

 
Canister 
Number 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

Expected 
(ng/m3) 

Actual 
(ng/m3) 

Recovery 
(%) 

MSD-4 1093 2.23E+03 2.00E+03 9.00E+01 1.32E+03 1.10E+03 8.40E+01 1.32E+03 9.89E+02 7.50E+01
MSD-4 1101 2.14E+03 2.45E+03 1.14E+02 1.26E+03 1.04E+03 8.30E+01 1.26E+03 9.12E+02 7.20E+01
MSD-4 1178* 2.19E+03 1.74E+03 7.90E+01 1.29E+03 6.62E+02 5.10E+01 1.29E+03 5.66E+02 4.40E+01
MSD-4 1149 2.11E+03 1.88E+03 9.00E+01 1.25E+03 1.05E+03 8.40E+01 1.25E+03 1.03E+03 8.30E+01

 
Note:   *    Canister pressure was < 0.0 psig after sampling – possible short sample 
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TABLE 9: Trip Blank Results 
 
 

MSD-4 
 

Results (ng/m3)  
Log 

Number 

 
Sample Name 

 
Date 

Received

 
Date 

Analyzed Methyl 
Bromide 

Cis-Telone Trans-Telone 

31 Trip Blank 08/29/05 09/01/05 <MDL Det Det 
63 Trip Blank 09/06/05 09/13/05 Det <MDL <MDL 
88 11-FB-1074 09/13/05 11/14/05 <MDL <MDL <MDL 

122 1148-Trip Blank 09/19/05 11/29/05 <MDL <MDL <MDL 
 
 
 
 
 
 
 
 
 



 

Appendices: 1 through 4
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Appendix 1 
 
 
 

Standard Operating Procedure for the Sampling and Analysis of 
Bromomethane  and 1,3-dichloropropene in Silco™ Canisters 
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Northern Laboratory Branch 
Monitoring and Laboratory Division 

CALIFORNIA AIR RESOURCES BOARD 
 
 
 

Standard Operating Procedure for the Sampling and 
Analysis of Bromomethane and 1,3-dichloropropene In 

Silco™ Canisters 
 
 
 
 
 
 
 
 
 
 
 

APPROVED BY: 
 

Russell Grace, Manager 
Special Analysis Section 

 
 
 
 
 
 
 
 
 
 
 

DISCLAIMER:   Mention of any trade name or commercial product in this Standard 
Operating Procedure does not constitute endorsement or recommendation of this 
product by the Air Resources Board.  Specific brand names and instrument descriptions 
listed in the Standard Operating Procedure are equipment used by the ARB laboratory. 
Any functionally equivalent instrumentation can be used. 
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1. SCOPE 
 
This method is for the sampling and analysis of bromomethane (Methyl Bromide) and 
telone (cis-1,3-dichloropropene and trans-1,3-dichloropropene) in ambient air using six-
liter Silco™ canisters for sample collection.  Collected samples are analyzed by gas 
chromatography/mass spectrometry using a cryogenic sampler. 
 
2. SUMMARY OF METHOD 
 
Ambient air is collected into evacuated six-liter Silco™ canisters.  Field sampling uses a 
sub-atmospheric pressure collection mode.  Sample canisters are pressurized in the 
laboratory to facilitate laboratory sampling.  Samples are analyzed by gas 
chromatography/mass spectrometry (GC/MS) using a cryogenic concentrator to prepare 
the air sample.  Samples are analyzed in the Selected Ion Monitoring (SIM) mode using 
external standard calibration. 
 
3. INTERFERENCES/LIMITATIONS  
 
Interference may result from improperly cleaned canisters.  Analysis of samples 
containing high concentrations of bromomethane or telone may cause significant 
contamination of the analytical equipment.  Co-eluting compounds trapped during 
sample collection may interfere. 
 
4. EQUIPMENT AND CONDITIONS 
 
 A.  Instrumentation  
 

Hewlett Packard 6890 Series Plus gas chromatograph: 
Column: Restek Rtx-200, 60 meter, 0.32mm I.D., 1.50 micron film thickness 
GC temperature program: initial -10o C, initial time 0 minutes, to 80o C @ 10o 
C/min, to 200o C @ 25o C/min, hold 1 minute, to 240 o C @ 25o C/min, hold 1 
minute. 

 Carrier Gas: Helium, grade 5 
 
 Hewlett Packard 5973 mass selective detector: 
 Acquisition Mode: SIM 
 Tune File: PFTBA Autotune 
 Ions Monitored: 74.8, 93.8, 95.8, 96.8, 98.8, 110.0 
 Quant Ions: 74.8, 93.8 
 Solvent Delay: 5.00 min 
 
 Varian Stand Alone cryogenic concentrator: 
 Valve Oven: 60o C 
 Autosampler Oven: 60o C 

Nafion Dryer: 60o C 
 Sample Line: 60o

 Cryotrap: -180o C to 150o
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 Transfer Line: 150o C 
 Cryofocus: -180o C to 150o C 
 Sample Size: 15 ml to 400 ml 
 Internal Standard Loop: 1 ml 
 
 B.  Auxiliary Apparatus 
 
 Compressed helium: grade five 
 Compressed air: ultra zero grade 
 Compressed nitrogen: grade five 
 Liquid nitrogen 
 Gas standards: certified if available 
 Restek, 6.0 liter Silcosteel canisters: with silcosteel valve 
 Pressure gauge: able to measure –30mm to 30 psig 
 Canister cleaning system (see Appendix 2) 
 
5. ANALYSIS OF SAMPLES 
 

A. Perform a PFTBA autotune and evaluate tune criteria (Appendix 3).  Place a 
copy of the autotune results in the autotune folder. 

B. Check and record the pressure of the field sample canisters.  Pressurize the 
field sample canisters to approximately 5 psig with ultra pure nitrogen.  
Record the final pressure. 

C. Prepare a sample sequence for the GC/MS.  The sequence should include a 
calibration check, a system blank and a duplicate for every 10 samples.  Load 
the sequence into the GC/MS in the remote start mode. 

D. Prepare a sample sequence for the Varian sampler.  Organize the sample  
sequence as follows: system blank, calibration check, field samples, duplicate 
field sample, calibration check.  If the calibration check is not within +20% of 
its expected value the system must be evaluated and recalibrated if 
necessary.   

E. Attach the sample canisters to the Varian autosampler ring as per the 
sequence.  Execute the sequence. 

F.  Sample analysis report will print out after each analysis. 
 
CALCULATIONS:  Sub-ambient sampling requires pressurization before 
analysis.  Instrument reports will be in units of ng/m3 and must be corrected for 
the analysis dilution using the following calculation: 
 
(Fp / Ip) X Ci = Cr 

 
Fp = final canister pressure in mm Hg 

 Ip = initial canister pressure in mm Hg 
 Ci = concentration from the analysis report in ng/m3

 Cr = reported concentration in ng/m3

 
6. QUALITY ASSURANCE  
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A. Instrument Reproducibility 
 

Establish the reproducibility of the instrument and analytical method as follows: 
Inject six replicate samples of each target compound at three concentrations 
(low, mid and high range).  Reproducibility study results are presented in Table 1. 

 
B.  Linearity 

 
A six-point calibration curve is made for each of the target compounds.  The 
curve is constructed using linear regression analysis.  Appendix 4 contains 
method calibration data. 

 
C.  Minimum Detection Limit 

 
Detection Limit is based on US EPA MDL calculation. Using the analysis of 
seven replicates of a low-level spike, the method detection limit (MDL), and the 
estimated quantitation limit (EQL) for method compounds are calculated by:     

 
MDL = 3.14*s 
EQL = 5*MDL 

 
where s = the standard deviation of the response calculated for the seven 
replicate spikes.  The MDL and EQL are calculated as follows (data is updated 
for 2005 study): 
 

bromomethane MDL = 3.14 (0.0025 ug/m3) = 0.0077 ug/m3 
EQL = 5(0.0077 ug/m3) = 0.039 ug/m3 

 
cis-1,3-dichloropropene MDL = 3.14 (0.0019 ug/m3) = 0.0058 ug/m3 

EQL = 5(0.0058 ug/m3) = 0.029 ug/m3 
 

trans-1,3-dichloropropene MDL = 3.14 (0.0014 ug/m3) = 0.0044 ug/m3 
EQL = 5(0.0044 ug/m3) = 0.022 ug/m3 

 
Assuming a 1:1.5 dilution to pressurize ambient samples: 
 

Bromomethane EQL = 1.5 (0.039 ug/m3) = 0.058 ug/m3 
 

cis-1,3-dichloropropene EQL = 1.5 (0.029 ug/m3) = 0.044 ug/m3 
 

trans-1,3-dichloropropene EQL = 1.5 (0.022 ug/m3) = 0.033 ug/m3 
 
Results are reported to 3 significant figures above the EQL.  Results below EQL 
and above MDL are reported as DET (detected).  Results less than MDL are 
reported as < MDL. 
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D.  Calibration Check  
 

A calibration check sample is analyzed at the beginning of each analytical batch 
and following each batch of ten samples.  The value of the check must be ±20 % 
of the expected value.  If the check is outside limits the prior batch of 10 samples 
must be reanalyzed. 

 
E.  Laboratory Control Sample 

 
A laboratory control sample (LCS) is included with each analytical batch.  The 
analytical value of the LCS must be within three standard deviations of it’s 
historical mean (± 3 σ).  If the LCS is outside of limits then the samples in the 
analytical batch must be reanalyzed. 

 
F.  Storage Stability  

 
If the method storage stability of target compounds is unknown then a storage 
stability study should be conducted.  The study should be conducted for a time 
period which represents the maximum hold time for field samples. 
 

7. SAFETY PRECAUTIONS 
 

This procedure does not address all of the safety concerns associated with 
chemical analysis.  It is the responsibility of the analyst to establish appropriate 
safety and health practices.  For hazard information and guidance refer to the 
material safety data sheets (MSDS) of any chemicals used in this procedure.  All 
applicable safety precautions must be observed for the use of compressed gas 
cylinders. 
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Appendix 2 
 
 

 
Standard Operating Procedure For Cleaning Silco™ Canisters 
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SOP for Cleaning of SILCO Canisters, SAS P1, Version 1 
 

1 INTRODUCTION 
 

This document describes a method for cleaning six (6)-liter SilcoTM canisters 
used for ambient air sampling of pesticides. The procedure is used to evacuate 
and pressurize individual canisters or groups of canisters in a heated oven. 

 
2 SUMMARY OF METHOD 
 

This method is based on EPA Method TO-14A.  Up to eight (8) 6-liter canisters 
are connected to a manifold in an oven and evacuated to less than –30 inches of 
mercury.  The canisters are heated to 70 degrees centigrade and purged four 
times with humidified ultrapure nitrogen. The purge cycling is from –30 inches 
mercury (Hg) to 25 pounds per square inch gauge (psig).  Each cycle is 24 
minutes (12 minutes vacuum and 12 minutes pressure).  Both manual and 
automated procedures are provided. A liquid nitrogen cold trap on the vacuum 
line prohibits back-diffusion of the vacuum pump oil vapor and prevents water 
vapor from entering the vacuum pump. 

 
3 INTERFERENCES AND LIMITATIONS    
 

3.1 Canisters used for standards or controls may need reconditioning on a 
regular basis. 

 
3.2 Canisters containing high pesticide concentrations may require more than 

one cleaning session to meet specified contamination criteria. 
 
4 APPARATUS 

 
4.1 Stainless steel tubing, ¾  inch 
 
4.2 Duo-Seal, two stage, vacuum pump, Edwards. 
 
4.3 Stabil-Therm Electric Oven, Pro-Tronix-11. 

 
4.4 Dewar, cylindrical, 1600 ml capacity, 80 mm ID, Kontes KM-611410-2116. 
 
4.5 Valves, 1/2" Varian, Model # L8732-301 

 
4.6 Safety glasses and cryogenic gloves 

 
4.7 Valco Instruments Company Inc., Digital Valve Sequence Programmer  

 
4.8 Humidifier Canister, a 6L SilcoCanTM canister filled with >500 ml of organic 

free distilled water (HPLC grade). 
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5 MATERIALS 
 
5.1 Grade five ultra pure compressed nitrogen. 
 
5.2 Liquid nitrogen. 
 
5.3 HPLC grade water.  

 
6 SAFETY 
 

6.1 Do not pressurize the canisters to more than 30 psig. 
 
6.2 Keep the liquid nitrogen dewar filled whenever the vacuum pump is 

running. 
 
6.3 Do not allow trapped vacuum vapors to move into the clean part of the 

system.   
 
6.4 Check vacuum pump oil level periodically.  Change oil every six months. 
 
6.5 The humidifying system (system bubbler) should always contain at least 

500 ml of water for proper canister humidifying.  
 
6.6 The nitrogen cylinder should be changed whenever the cylinder pressure 

drops below 500 psig. 
 
7.0 PROCEDURE 
 

7.1. Vent all canisters in the hood. 
 

7.2. Record canister number, sample number, date, and the canister 
designated as the batch quality control check (QA) in the Can Cleaning 
Logbook. 

 
7.3. Fill dewar with liquid nitrogen. 
 
7.4. Load canisters in the oven, attaching to the manifold and tighten so 

canisters do not rotate.  Make certain the canister valves are open and the 
QC sample is easily reached. 

 
7.5. Set oven heater to no more then 70 degrees centigrade, turn on heater 

and close the oven doors. 
 
7.6. If cleaning less than eight (8) canisters the unused ports must be capped. 
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7.7. Turn on the vacuum pump, open the nitrogen tank and valves located on 
top of the humidifying canister. Set the nitrogen tank’s second stage 
regulator between 20 and 25 psig.  

 
7.8. Purging Cycle Timer usage 

 
7.8.1 The Valco instrument timers are located on the top of the canister-

cleaning oven. Two black boxes make up the complete timing 
system. 

7.8.2 The upper box is used to set the cycle times and to set manual or 
automatic mode. 

7.8.3 Each purge cycle will last for 24 minutes, 12 minutes for evacuating 
and 12 minutes for pressurizing. 

7.8.4 The total cleaning process is a minimum of four purging cycles or a 
total of 96 minutes. 

7.8.5 Set digital switches above light one and light two to 12 minutes 
(See Figure 1).  These represent the evacuating and pressurizing 
cycle times respectively.  The digital switches associated with lights 
3 and 4 are set to zero. 

7.8.6 The toggle switches located above mx.1 are set to “m” (minutes) for 
the lights 1 and 2 and set to “s” (seconds) for lights 3 and 4 (See 
Figure 1). 

7.8.7 The lower box is used to set the total cycle time.  The number of 
purging cycles needed determines this.  If using four purging cycles 
then the total time is set to 96 minutes. 

7.8.8 The digital switches on the lower box should be set as follows for a 
purging cycle of 96 minutes: 1, 96, 0, 1, or 1,48,48,0. 

7.8.9 Digital switches associated with lights 1 and 4 are used to turn on 
and turn off the automatic timing sequence while switches 
associated with lights 2 and 3 are set for total time.  Each digital 
switch is set from 0 to 99 minutes.  Therefore the maximum 
possible time is 198 minutes. 

 
7.9 After the upper and lower boxes have been set, press the auto button on 

the upper timer (See Figure 1). The auto light should come on. 
 

7.10 Press the run button on the lower timer (See Figure 1). The first light (1) 
should light briefly and then switch to light 2. The system will evacuate to –
30 inches Hg for 12 minutes. 

 
7.11 Be sure to check the in-line pressure gauge to make certain the system is 

operating correctly.  
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7.12 At this point the system will switch between vacuum and pressure 

automatically ending the purging cycle with the canisters being under 
vacuum (-30 inches Hg). 

 
7.13 The canister cleaning system can be manually operated.  
 

7.13.1 Proceed with loading the oven as stated above. 
 
7.13.2   Set the upper box to the desired cycle times. 

 
7.13.3 Using the advance button, activate either the vacuum cycle or 

pressure cycle.   
 

7.13.3.1 The lights for digital timers 1 and 2 will light indicating 
which cycle is being used.  Also monitoring the pressure 
gauge will indicate what cycle is being used. 

 
7.13.3.2 Repeat this cycle three (3) times. On the last 

pressurization cycle, close the valve on the canister to be 
used as the QC check. 

 
7.14 Perform a final canister evacuation, then close the remaining canister 

valves. 
 

7.15 Turn off the vacuum pump, close the humidifier valves, and shut off the 
compressed nitrogen tank. 

 
7.16 Turn off the canister oven heater, allow the canisters to cool to room 

temperature and then remove the canisters. 
 
7.17 Give the QC check canister to the instrument operator for analysis. 
 

7.18 Place the remaining unchecked canisters on the shelf located immediately 
next to the canister-cleaning oven. 

 
7.19 After the canisters have been determined to be clean the field sampling 

sheets are photocopied.  One copy is given to the project manager while 
one copy is placed in the field sampling sheet binder. 
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FIGURE 1 
 
 
 
 

 
 

 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Revision History 
 
Version Date Changes 
1.0 November 15, 2000 Initial Version 
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Mass Selective Detector Autotune Criteria 
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Mass Selective Detector Autotune Criteria 

 
 
 
A standard autotune routine is performed on the mass selective detector (MSD) each 
day prior to sample analysis.  The autotune report is evaluated for the following: 
 

1. An unusual change in electron multiplier voltage. 
2. Peak width for tune masses should be between 0.4 amu and 0.6 amu. 
3. The relative abundance of tune mass 219.0 should be greater than 30% of tune 

mass 69.0. 
4. Isotope abundance ratio for mass 70.0 should be between 0.54% and 1.6%. 

Isotope abundance ratio for tune mass 220.0 should be between 3.2% and 
5.4%. 

5. Air leaks in the GC/MS system are checked by evaluating the levels of masses 
28 and 18 (nitrogen and water). 

 
If autotune criteria are not met the system should be evaluated for problems.  After all 
system problems are resolved, the detector should be autotuned before sample 
analysis.  File the autotune reports in the instrument autotune folder. 
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Calibration Standard Preparation for Bromomethane and 1,3-Dichloropropene, MSD-4 and 

MSD-3 
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Calibration Standard Preparation for Bromomethane and 1,3-Dichloropropene 
MSD-4 

 
 
The certified stock gas used for calibration during this study was purchased from 
Spectra Gases and has the following specifications: 
 
 Cylinder # CC-197279 
 BROMOMETHANE    10.0 PPB 
 CIS 1,3-DICHLOROPROPENE     5.0 PPB  
 TRANS 1,3-DICHLOROPROPENE  5.0 PPB 
 
Working analysis standard is prepared by diluting the stock gas using the following 
procedure. 
 

1. A clean six-liter Silco canister is evacuated to –30 inches Hg. 
2. 300 ml of stock gas is transferred to the canister using a gas tight syringe. 
3. 100 ul of reagent grade water is added to the canister using a syringe and 

syringe adapter. 
4. The canister is pressurized to 29.4 psig with ultra pure nitrogen. 

 
The canister will contain analytes at the following concentrations: 
 
 BROMOMETHANE       0.647 μg/m3

 CIS 1,3-DICHLOROPROPENE     0.382 μg/m3

 TRANS 1,3-DICHLOROPROPENE  0.382 μg/m3

 
The standard sample injection is 400 ml.  A calibration curve is generated by using the 
cryo sampler to introduce the following volumes of working standard to the GCMS. 
 
 Volume bromomethane cis 1,3-DCP  trans 1,3-DCP
 400 ml 0.647 μg/m3  0.382 μg/m3  0.382 μg/m3

 200 ml 0.323 μg/m3  0.191 μg/m3  0.191 μg/m3  
 100 ml 0.162 μg/m3  0.095 μg/m3  0.095 μg/m3

  50 ml  0.081 μg/m3  0.048 μg/m3  0.048 μg/m3

  25 ml  0.040 μg/m3  0.024 μg/m3  0.024 μg/m3

 15 ml   0.020 μg/m3  0.014 μg/m3  0.014 μg/m3
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FLOW CALIBRATION REPORT

TO:

STEVE RIDER
SPECIAL PURPOSE MONITORING

LOG NUMBER 2005 001

FROM ROBERT RUSSELL\BRIAN SPREADBOROUGH
Program Evaluation & Standards

0112512005
0112512005

CALIBRATION DATE:
REPORT DATE:

illENTlFICA TION

Instrument: AALBORG
Position number: 1
Property No. : 20021024
Serial No. : 20021024
Previous Log No.: N/A
Bar Code No. : 20021024Elevation: 

25.00'
Ins~. Prop. Of : AIR MONITORING ~ CENTRAL

Site Name
Site NumberLocation

: MLD Standards Lab: 
34-299: 
1309 T-Street
Sacramento, CA 95814

CALIBRATION STANDARDS ID NUMBER

Molbox Flow ~;tandard 2002J.J-2J

CALffiRATION RESULTS

Calibration Expires 01/25/2006Calibration Equation:

Std. FLOW = 1.052 * (Net Display) + 0.479

Comments

'K..~~- CHECKED BY: 13ySCALIBRATED BY



CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time (PST) Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

001 1-LS-1185 1 8/22 0925 8/23  1010 -30.0 -1.5 2.8 0.6 2.3 K K JR JR

002 1-CT-1091 5 8/22  1105 8/23  1105 -30.0 -7.5 2.3 2.2 2.8 K K JR JR

003 1-LV-1187 14 8/22 1155 8/23  1155 -30.0 -9.0 2.4 1.8 2.7 K K JR JR

004 1-FS-1172 11 8/22  1245 8/23  1250 -28.0 -12.0 2.3 2.0 2.7 K K JR JR

005 1-DF-1105 13 8/22  1325 8/23  1325 -30.0 -7.0 2.3 2.3 2.9 K K JR JR

006 1-WD-1132 15 8/22  1355 8/23  1400 -30.0 -8.5 2.4 1.5 2.5 K K JR JR

007 2-LS-1097 1 8/23  1015 8/24  0950 -30.0 -8.5 2.4 2.5 3.0 K K JR JR

008 2-LSC-1084 6 8/23  1025 8/24  0955 -29.5 -8.0 2.4 2.4 3.0 K K JR JR

009 2-CT-1137 5 8/23  1110 8/24  1035 -30.0 -7.0 2.4 2.3 3.0 K K JR JR

010 2-CTC-1111 4 8/23  1115 8/24  1040 -30.0 -8.0 2.4 2.5 3.1 K K JR JR

011 2-LV-1176 14 8/23  1200 8/24  1125 -30.0 -14.0 2.3 1.6 2.5 K K JR JR

012 2-LVC-1157 12 8/23  1210 8/24  1130 -30.0 -1.0 2.3 0.0 1.7 K K JR JR

013 2-FS-1133 11 8/23  1255 8/24  1205 -28.0 -10.0 2.4 2.1 2.8 K K JR JR

014 2-FSC-1178 10 8/23  1300 8/24  1210 -30.0 -9.0 2.4 2.4 3.0 K K JR JR

015 2-DF-1179 13 8/23  1330 8/24 1235 -30.0 -8.5 2.4 2.3 3.0 K K JR JR

016 2-DFC-1159 6 8/23  1340 8/24  1245 -30.0 -9.5 2.4 2.3 3.0 K K JR JR

017 2-WD-1071 15 8/23  1405 8/24  1305 -30.0 -9.5 2.2 2.2 2.8 K K JR JR

018 2-WDC-1180 8 8/23  1415 8/24  1315 -30.0 -10.0 2.4 2.0 2.8 K K JR JR

019 3-LS-1124 1 8/24  1000 8/25  0910 -30.0 -9.0 2.4 2.6 3.1 K K JR JR

020 3-CT-1186 5 8/24 1040 8/25  1015 -30.0 -8.0 2.4 2.1 2.8 K K JR JR

021 3-LV-1126 12 8/24  1135 8/25  1050 -30.0 -1.5 2.4 0.0 1.7 K K JR JR

022 3-FS-1148 11 8/24  1215 8/25  1130 -30.0 -11.0 2.4 2.2 2.9 K K JR JR
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

1 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%
Sampler Canister Vacuum Mass Flow Corrected Weather

Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials
# Name Number Start End Start End Start End Flow Number Start End Start End

023 3-DF-1098 13 8/24  1240 8/25  1200 -30.0 -9.0 2.3 2.2 2.8 K K JR JR

024 3-WD-1062 15 8/24  1310 8/25  1230 -30.0 -9.5 2.5 2.0 2.8 K K JR JR

025 4-LS-1175 1 8/25  0915 8/26  0835 -30.0 -8.0 2.5 2.6 3.1 K K JR JR

026 4-CT-1153 5 8/25  1020 8/26  0920 -30.0 -8.0 2.4 2.0 2.8 K K JR JR

027 4-LV-1056 14 8/25  1100 8/26  1000 -30.0 -12.5 2.5 1.5 2.6 K K JR JR

028 4-FS-1064 11 8/25  1130 8/26  1030 -30.0 -11.0 2.4 2.2 2.9 K K JR JR

029 4-DF-1122 13 8/25  1205 8/26  1055 -30.0 -8.0 2.5 2.4 3.0 K K JR JR

030 4-WD-1171 15 8/25  1230 8/26  1115 -30.0 -12.0 2.5 2.0 2.8 K K JR JR

031 4-WD-TB-1152 VEHICLE 8/26  1120 N/A N/A N/A N/A N/A #VALUE! K N/A JR N/A

032 5-LS-1151 1 8/29  0835 8/30  0830 -30.0 -9.0 2.5 2.5 3.1 K K JR JR

033 5-LSC-1068 6 8/29  0840 8/30  0840 -30.0 -6.5 2.5 2.5 3.1 K K JR JR

034 5-CT-1142 4 8/29  0925 8/30  0920 -30.0 -8.0 2.6 2.4 3.1 K K JR JR

035 5-CTC-1177 5 8/29  0935 8/30  0925 -30.0 -7.5 2.5 1.9 2.8 K K JR JR

036 5-LV-1196 14 8/29  1020 8/30  0955 -30.0 -8.5 2.5 2.0 2.8 K K JR JR

037 5-LVC-1067 12 8/29  1025 8/30  1005 -30.0 -1.0 2.4 0.0 1.7 K K JR JR

038 5-FS-1050 11 8/29  1050 8/30  1045 -30.0 -9.0 2.6 2.3 3.0 K K JR JR

039 5-FSC-1066 10 8/29  1055 8/30  1050 -30.0 -8.0 2.5 2.5 3.1 K K JR SA

040 5-DF-1164 9 8/29  1120 8/30  1110 -30.0 -7.0 2.4 2.5 3.1 K K JR SA

041 5-DFC-1129 13 8/29  1125 8/30  1115 -30.0 -7.0 2.5 2.1 2.9 K K JR SA

042 5-WD-1128 8 8/29  1150 8/30  1130 -30.0 -7.5 2.5 2.1 2.9 K K JR SA

043 5-WDC-1090 15 8/29  1155 8/30  1135 -30.0 -6.5 2.5 1.9 2.8 K K JR SA

044 6-LS-1170 1 8/30  0835 8/31  0750 -30.0 -9.0 2.5 2.5 3.1 K K JR SA
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

2 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.Sampler 1ccm    End Flow CriCanister Vacuum teria: 3.0 ccm +25%Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

045 6-LSC-1093 6 8/30 0840 8/31  0800 -27.0 -5.0 2.5 2.5 3.1 K K JR SA

046 6-CT-1089 4 8/30  0925 8/31  0835 -30.0 -9.0 2.5 2.7 3.2 K K JR SA

047 6-LV-1138 14 8/30  1000 8/31  0900 -30.0 -12.0 2.4 1.8 2.6 K K JR SA

048 6-FS-1060 11 8/30  1050 8/31 0950 -30.0 -10.0 2.6 1.9 2.8 K K JR SA

049 6-DF-1135 9 8/30  1110 8/31  1010 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

050 6-WD-1065 8 8/30  1135 8/31  1030 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

051 7-LS-1163 1 8/31  0755 9/1  0735 -29.0 -9.0 2.5 2.5 3.1 P P SA SA

052 7-CT-1088 4 8/31  0840 9/1  0810 -30.0 -10.0 2.5 2.4 3.1 P P SA SA

053 7-LV-1134 3 8/31  0910 9/1  0840 -29.0 0.0 2.5 0.0 1.8 P P SA SA

054 7-FS-1069 11 8/31  0955 9/1  0940 -30.0 -8.0 2.5 2.4 3.1 P P SA SA

055 7-DF-1051 9 8/31 1015 9/1  1000 -25.0 -3.0 2.3 1.2 2.3 P P SA SA

056 7-WD-1081 8 8/31  1035 9/1  1020 -29.0 -8.0 2.5 2.5 3.1 P P SA SA

057 8-LS-1149 1 9/1  0735 9/2  0830 -30.0 -8.0 2.4 2.4 3.0 P P SA SA

058 8-CT-1082 4 9/1  0815 9/2  0910 -30.0 -8.0 2.5 2.4 3.0 P P SA SA

059 8-LV-1085 12 9/1  0915 9/2  0930 -30.0 0.0 2.5 0.0 1.8 P P SA SA

060 8-FS-1075 11 9/1  0940 9/2  1000 -30.0 -10.0 2.5 2.4 3.1 P P SA SA

061 8-DF-1146 9 9/1  1000 9/2  1015 -30.0 -7.0 2.5 2.5 3.1 P P SA SA

062 8-WD-1150 8 9/1  1020 9/2  1030 -30.0 -10.0 2.5 2.5 3.1 P P SA SA

063 8-WD-TB-1057 VEHICLE 8/26 1400 9/6 0830 N/A N/A N/A N/A #VALUE! T-BLANK P P JR JR

064 8-WD-TS-1093 NO SAMPLE #64 N/A N/A N/A N/A #VALUE! T-SPIKE P P JR JR

065 9-LS-1125 1 9/6  0800 9/7  0800 -30.0 -9.0 2.5 2.1 2.9 K K SA SA

066 9-LS-FS-1101 6 9/6  0805 9/7  0750 -26.0 -4.0 2.5 2.3 3.0 F-SPIKE K K SA SA
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

3 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
rProject: Methyl Bromide/Telone (MeSample Br/Telone) AmbienCanister Vacuum t Air Monitoring In Ventura CountyMass Flow Corrected Weather

Log Sample ID Start Flow Set: 3.0 +0.Date & Time 1ccm    End Flow CriDisplay teria: 3.0 ccm +25% AverageMeter Display Comment K,P,C,F&R Initials
# Name Number Start End Start End Start End Flow Number Start End Start End

067 9-CT-1103 4 9/6  0840 9/7  0840 -30.0 -11.0 2.5 2.3 3.0 K K SA SA

068 9-LV-1141 10 9/6  0910 9/7  0915 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

069 9-FS-1053 11 9/6  0930 9/7  0940 -30.0 -8.0 2.5 2.4 3.0 K K SA SA

070 9-DF-1145 9 9/6  1000 9/7  1000 -30.0 -7.0 2.5 2.5 3.1 K K SA SA

071 9-WD-1076 8 9/6  1010 9/7  1020 -30.0 -7.0 2.5 2.3 3.0 K K SA SA

072 10-LS-1167 1 9/7  0805 9/8  0755 -29.0 -6.0 2.5 2.5 3.1 K K SA SA

073 10-LSC-1139 6 9/7  0755 9/8  0805 -28.0 -7.0 2.3 2.3 2.9 K K SA SA

074 10-CT-1112 4 9/7  0845 9/8  0830 -30.0 -5.0 2.5 2.2 2.9 K K SA SA

075 10-CTC-1094 5 9/7  0850 9/8  0835 -30.0 -7.0 2.5 2.0 2.8 K K SA SA

076 10-LV-1123 10 9/7  0920 9/8  0900 -30.0 -8.0 2.5 2.6 3.2 K K SA SA

077 10-FS-1099 11 9/7  0945 9/8  0925 -30.0 -9.0 2.5 2.0 2.8 K K SA SA

078 10-DFC-1113 9 9/7  1005 9/8  0940 -30.0 -8.0 2.5 2.4 3.1 K K SA SA

079 10-DF-1087 13 9/7  1005 9/8  0950 -30.0 -5.0 2.5 2.2 3.0 K K SA SA

080 10-WD-1182 8 9/7  1025 9/8  1005 -30.0 -7.0 2.5 2.3 3.0 K K SA SA

081 10-WDC-1063 15 9/7  1030 9/8  1010 -30.0 -7.0 2.5 1.9 2.8 K K SA SA

082 11-LS-1165 1 9/8  0800 9/9  0805 -30.0 -5.0 2.5 2.5 3.1 K K SA SA

083 11-CT-1173 4 9/8  0835 9/9  0830 -30.0 -9.0 2.4 2.4 3.0 K K SA SA

084 11-LV-1162 10 9/8  0900 9/9  0850 -30.0 -6.0 2.5 2.3 3.0 K K SA SA

085 11-FS-1168 11 9/8  0930 9/9  0910 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

086 11-DF-1086 9 9/8  0950 9/9  0920 -30.0 -7.0 2.5 2.5 3.1 K K SA SA

087 11-WD-1061 8 9/8  1010 9/9  0930 -30.0 -8.0 2.4 2.4 3.0 K K SA SA

088 11-WD-TB-1074 VEHICLE 9/1 0830 9/12 1300 N/A N/A N/A N/A #VALUE! K K JR JR
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather4 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET

B

Log Sample ProID ject: Methyl Bromide/Telone (MeDate & Time Br/Telone) AmbienDisplay t Air Monitoring In Ventura CoAverageMeter Display untyComment K,P,C,F&R Initials
# Name Number StarStart t Flow Set: 3.0 +0.End 1ccm    EnStart d Flow CriEnd teria: 3.0 cStart cm +25%End Flow Number Start End Start End

089 12-LS-1092 1 9/12  0830 9/13  0817 -29.0 -8.2 2.5 2.5 3.1 K K JW JW

090 12-LS-FS-1178 6 9/12  0832 9/13  0816 -26.0 -4.0 2.4 2.5 3.0 F-SPIKE K K JW JW

091 12-LS-TS-1175 VEHICLE 9/8 1600 9/19 0800 N/A N/A N/A N/A #VALUE! T-SPIKE K K JW JW

092 12-CT-1186 4 9/12  0916 9/13  0905 -30.0 -7.0 2.4 2.5 3.1 K K JW JW

093 12-LV-1172 10 9/12  0950 9/13  0936 -30.0 -4.5 2.5 2.5 3.1 K K JW JW

094 12-FS-1084 11 9/12  1024 9/13  1007 -30.0 -8.4 2.5 2.0 2.9 K K JW JW

095 12-DF-1126 9 9/12  1052 9/13  1036 -30.0 -5.3 2.5 2.5 3.1 K K JW JW

096 12-WD-1132 8 9/12  1112 9/13  1108 -30.0 -6.8 2.5 2.3 3.0 K K JW JW

097 13-LS-1071 1 9/13  0824 9/14  0758 -28.8 -7.5 2.4 2.5 3.1 K K JW JW

098 13-CT-1158 4 9/13  0909 9/14  0848 -30.0 -6.5 2.5 2.5 3.1 K K JW JW

099 13-LV-1052 10 9/13  0939 9/14  0920 -30.0 -6.0 2.4 2.5 3.0 K K JW JW

100 13-FS-1111 11 9/13  1011 9/14  0954 -30.0 -9.5 2.5 2.0 2.8 K K JW JW

101 13-DF-1059 9 9/13  1044 9-14  1024 -30.0 0.0 2.5 0.0 1.8 K K JW JW

102 13-WD-1054 8 9/13  1114 9/14  1053 -30.0 -7.0 2.5 2.5 3.1 K K JW JW

103 14-LS-1073 1 9/14  0801 9/15  0756 -29.0 -7.5 2.4 2.1 2.8 K K JW JW

104 14-LSC-1161 6 9/14  0804 9/15  0759 -28.0 -6.8 2.5 2.3 3.0 K K JW JW

105 14-CT-1180 4 9/14  0851 9/15  0841 -30.0 -6.8 2.5 2.4 3.1 K K JW JW

106 14-CTC-1062 5 9/14  0854 9/15 0847 -30.0 -7.6 2.5 2.1 2.9 K K JW JW

107 14-LV-1056 10 9/14  0923 9/15  0925 -30.0 -5.0 2.5 2.6 3.2 K K JW JW

108 14-LV-XXXX 14* DID NOT RUN AD REGULATOR N/A N/A JW N/A

109 14-FS-1187 11 9/14  0957 9/15  0957 -30.0 -8.0 2.5 2.0 2.9 K K JW JW

110 14-FSC-1185 3 9/14  1000 9/15  1003 -30.0 -7.5 2.4 2.1 2.8 K K JW JW
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials5 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
# Name ProNumber ject: Methyl BromStart ide/Telone (MeEnd Br/TeloneStart ) AmbienEnd t Air MoniStart toring In VEnd entura CoFlow untyNumber Start End Start End

111 14-DF-1097 9
Star

9/14  1028
t Flow Set: 3.0 +0.

9/15  1025
1ccm    En

-30.0
d Flow Cri

-6.6
teria: 3.0 c

2.4
cm +25%

2.5 3.1 K K JW JW

112 14-DFC-1179 13 9/14  1032 9/15  1030 -30.0 -6.0 2.4 2.4 3.0 K K JW JW

113 14-WD-1105 8 9/14  1055 9/15  1049 -30.0 -7.0 2.4 2.5 3.0 K K JW JW

114 14-WDC-1137 15 9/14  1100 9/15  1055 -30.0 -8.5 2.5 1.9 2.8 K K JW JW

115 15-LS-1058 1 9/15  0801 9/16  0737 -29.0 -5.5 2.3 2.8 3.1 K C JW JW

116 15-CT-1098 4 9/15  0844 9/16  0812 -30.0 -8.0 2.4 2.5 3.1 K C JW JW

117 15-LV-1070 10 9/15  0929 9/16  0837 -30.0 -6.0 2.5 2.6 3.2 K C JW JW

118 15-LVC-1091 5 9/15  0933 9/16  0841 -30.0 -8.2 2.5 2.1 2.9 K C JW JW

119 15-FS-1133 11 9/15  1001 9/16  0904 -29.5 -9.0 2.5 2.1 2.9 K C JW JW

120 15-DF-1153 9 9/15  1027 9/16  0931 -30.0 0.0 2.5 0.0 1.8 K C JW JW

121 15-WD-1176 8 9/15  1051 9/16  1052 -30.0 -7.8 2.5 2.5 3.1 K C JW JW

122 15-WD-TB-1148 VEHICLE 9/8 1600 9/19 0800 N/A N/A N/A N/A #VALUE! T-BLANK K N/A JW JW

123 16-LS-1102 1 9/19  1030 9/20  1000 -30.0 -7.0 2.6 2.7 3.2 K C JR JR

124 16-LSC-1136 6 9/19  1035 9/20  1005 -29.0 -7.0 2.4 2.5 3.0 K C JR JR

125 16-DF-1064 13 9/19  1110 9/20  1050 -30.0 -6.5 2.5 2.5 3.1 K C JR JR

126 16-WD-1090 8 9/19  1130 9/20  1130 -30.0 -6.0 2.4 2.4 3.0 K C JR JR

127 16-WDC-1152 15 9/19  1140 9/20  1135 -30.0 -6.5 2.5 1.6 2.6 K C JR JR

128 16-FS-1089 11 9/19  1215 9/20  1205 -30.0 -9.5 2.5 2.0 2.8 K C JR JR

129 16-FSC-1128 3 9/19  1220 9/20  1210 -30.0 -9.5 2.5 2.0 2.8 K P JR JR

130 16-LV-1140 10 9/19  1245 9/20  1250 -30.0 -7.5 2.5 2.5 3.1 K K JR JR

131 16-LVC-1108 5 9/19  1250 9/20  1255 -30.0 -7.0 2.5 2.0 2.8 K K JR JR

132 16-CT-1166 4 9/19  1335 9/20  1335 -30.0 -7.0 2.4 2.3 3.0 K K JR JR
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End6 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
133 17-LS-1177 Pro1 ject: Methyl Brom9/20  1010 ide/Telone (Me9/21  0935 Br/Telone-29.5 ) Ambien-7.0 t Air Moni2.6 toring In V2.6 entura County3.2 C K JR JR

134 17-DF-1150 13
Star

9/20  1055
t Flow Set: 3.0 +0.

9/21  1030
1ccm    En

-30.0
d Flow Cri

-6.5
teria: 3.0 c

2.5
cm +25%

2.4 3.0 C K JR JR

135 17-DFC-1181 6 9/20  1100 9/21  1035 -29.0 -6.5 2.4 2.5 3.0 C K JR JR

136 17-WD-1106 8 9/20  1140 9/21  1100 -30.0 -8.0 2.4 2.3 3.0 C K JR JR

137 17-FS-1164 11 9/20  1215 9/21  1120 -30.0 -9.0 2.5 2.2 3.0 C K JR JR

138 17-LV-1075 10 9/20  1300 9/21  1200 -30.0 -8.5 2.4 2.4 3.0 K K JR JR

139 17-CT-1067 4 9/20  1340 9/21  1300 -30.0 -8.0 2.4 2.4 3.0 K K JR JR

140 17-CTC-1066 15 9/20  1345 9/21  1305 -30.0 -10.0 2.2 1.9 2.6 K K JR JR

141 18-LS-1147 1 9/21  0940 9/22  0945 -30.0 -7.0 2.5 2.5 3.1 K K JR JR

142 18-DF-1072 13 9/21  1040 9/22  1100 -30.0 -6.0 2.5 2.4 3.0 K K JR JR

143 18-WD-1105 8 9/21  1100 9/22  1125 -30.0 -8.0 2.4 2.4 3.0 K K JR JR

144 18-FS-1196 11 9/21  1120 9/22  1145 -30.0 -8.0 2.5 2.1 2.9 K K JR JR

145 18-LV-1050 10 9/21  1200 9/22  1210 -30.0 -5.0 2.5 2.5 3.1 K K JR JR

146 18-CT-1142 4 9/21  1310 9/22  1245 -30.0 -7.0 2.4 2.4 3.0 K K JR JR

147 19-LS-1138 1 9/22  0950 9/23  1020 -30.0 -7.0 2.5 2.5 3.1 K C JR JR

148 19-DF-1170 13 9/22  1105 9/23  1050 -30.0 -8.0 2.4 2.3 2.9 K K JR JR

149 19-WD-1122 8 9/22  1125 9/23  1110 -30.0 -9.0 2.3 2.4 3.0 K K JR JR

150 19-FS-1060 11 9/22  1150 9/23  1130 -30.0 -9.5 2.5 2.0 2.8 K K JR JR

151 19-LV-1104 10 9/22  1215 9/23  1150 -30.0 -5.5 2.4 2.5 3.1 K P JR JR

152 19-CT-1129 4 9/22  1245 9/23  1220 -30.0 -6.0 2.4 2.5 3.0 K K JR JR

153 20-LS-1110 1 9/26  0745 9/27  0730 -29.0 -8.0 2.5 2.2 3.0 R K SA SA

20-LS-FS-1149 6 9/26  0755 9/27  0735 -24.0 -3.0 2.5 1.9 2.7 R K SA SA
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

7 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
154 20-CT-1086 Pro4 ject: Methyl Brom9/26 0830 ide/Telone (Me9/27 0820 Br/Telone-30.0 ) Ambien-7.0 t Air Moni2.5 toring In V2.5 entura County3.1 P K SA SA

155 20-LV-1167 10
Star

9/26 0855
t Flow Set: 3.0 +0.

9/27 0850
1ccm    En

-30.0
d Flow Cri

-8.0
teria: 3.0 c

2.5
cm +25%

2.5 3.1 P K SA SA

156 20-FS-1145 3 9/26 0915 9/27 0920 -30.0 -8.0 2.5 2.0 2.8 P K SA SA

157 20-DF-1099 13 9/26 0930 9/27 0950 -30.0 -7.0 2.5 2.2 3.0 P K SA SA

158 20-WD-1065 8 9/26 0945 9/27 1030 -30.0 -7.0 2.5 2.3 3.0 P K SA SA

159 21-LS-1093 1 9/27 0740 9/28 0740 -28.0 -6.0 2.4 2.2 2.9 K K SA SA

160 21-LSC-1141 6 9/27 0745 9/28 0745 -27.0 -6.0 2.3 2.3 2.9 K K SA SA

161 21-CT-1076 4 9/27 0820 9/28 0820 -30.0 -8.0 2.5 2.2 3.0 K K SA SA

162 21-CTC-1087 15 9/27 0825 9/28 0825 -29.0 -7.0 2.5 2.2 2.9 K K SA SA

163 21-LV-1053 10 9/27 0855 9/28 0850 -30.0 -9.0 2.5 2.5 3.1 K K SA SA

164 21-LVC-1088 5 9/27 0900 9/28 0855 -30.0 -9.0 2.5 2.0 2.8 K K SA SA

165 21-FS-1112 3 9/27 0930 9/28 0910 -30.0 -6.0 2.5 2.0 2.8 K K SA SA

166 21-FSC-1085 11 9/27 0935 9/28 0915 -30.0 -10.0 2.5 2.0 2.8 K K SA SA

167 21-DF-1080 13 9/27 1000 9/28 0935 -30.0 -30.0 0.0 0.0 0.5 MALF K  K SA SA

168 21-WD-1173 8 9/27 1005 9/28 1005 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

169 22-LS-1107 1 9/28 0700 9/29 0750 -30.0 -7.0 2.5 2.4 3.1 K K SA SA

170 22-CT-1168 4 9/28 0820 9/29 0820 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

171 22-LV-1101 10 9/28 0850 9/29 0840 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

172 22-FS-1139 11 9/28 0920 9/29 099 -30.0 -7.0 2.5 1.9 2.8 K K SA SA

173 22-DF-1103 15 9/28 0940 9/29 0920 -30.0 1.8 2.5 1.8 2.7 K K SA SA

174 22-DFC-1082 6 9/28 0950 9/29 0925 -30.0 -6.0 2.5 2.5 3.1 K K SA SA
MFM Used #: 21421 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

175 22-WD-1068 8 9/28 1010 9/29 0940 -30.0 -8.0 2.5 2.0 2.8 K K SA SA

176 22-WDC-1094 3 9/28 1015 9/29 0940 -30.0 -7.0 2.5 2.1 2.9 K K SA SA8 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET

E

177 23-LS-1171 Pro1 ject: Methyl Brom9/29 0755 ide/Telone (Me9/30 0700 Br/Telone-30.0 ) Ambien-7.0 t Air Moni2.5 toring In V2.5 entura County3.1 K K SA SA

178 23-CT-1144 4
Star

9/29 0825
t Flow Set: 3.0 +0.

9/30 0730
1ccm    En

-30.0
d Flow Cri

-9.0
teria: 3.0 c

2.5
cm +25%

2.5 3.1 K K SA SA

179 23-LV-1163 10 9/29 0845 9/30 0750 -30.0 -9.0 2.5 2.5 3.1 K K SA SA

180 23-FS-1169 11 9/29 0905 9/30 0810 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

181 23-DF-1134 15 9/29 0920 9/30 0820 -30.0 -8.0 2.5 2.3 3.0 K K SA SA

182 23-WD-1113 8 9/29 0945 9/30 0835 -30.0 -7.0 2.5 2.3 3.0 K K SA SA

183 23-WD-TS-1146 VEHICLE 9/30 0840 N/A N/A N/A N/A N/A #VALUE! TRIP SPIK K K SA SA

MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

9 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%

MFM Used #: Slope: Intrcpt:

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

10 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%

MFM Used #: Slope: Intrcpt:

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End
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CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%

MFM Used #: Slope: Intrcpt:
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CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time (PST) Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

001 1-LS-1185 1 8/22 0925 8/23  1010 -30.0 -1.5 2.8 0.6 2.3 K K JR JR

002 1-CT-1091 5 8/22  1105 8/23  1105 -30.0 -7.5 2.3 2.2 2.8 K K JR JR

003 1-LV-1187 14 8/22 1155 8/23  1155 -30.0 -9.0 2.4 1.8 2.7 K K JR JR

004 1-FS-1172 11 8/22  1245 8/23  1250 -28.0 -12.0 2.3 2.0 2.7 K K JR JR

005 1-DF-1105 13 8/22  1325 8/23  1325 -30.0 -7.0 2.3 2.3 2.9 K K JR JR

006 1-WD-1132 15 8/22  1355 8/23  1400 -30.0 -8.5 2.4 1.5 2.5 K K JR JR

007 2-LS-1097 1 8/23  1015 8/24  0950 -30.0 -8.5 2.4 2.5 3.0 K K JR JR

008 2-LSC-1084 6 8/23  1025 8/24  0955 -29.5 -8.0 2.4 2.4 3.0 K K JR JR

009 2-CT-1137 5 8/23  1110 8/24  1035 -30.0 -7.0 2.4 2.3 3.0 K K JR JR

010 2-CTC-1111 4 8/23  1115 8/24  1040 -30.0 -8.0 2.4 2.5 3.1 K K JR JR

011 2-LV-1176 14 8/23  1200 8/24  1125 -30.0 -14.0 2.3 1.6 2.5 K K JR JR

012 2-LVC-1157 12 8/23  1210 8/24  1130 -30.0 -1.0 2.3 0.0 1.7 K K JR JR

013 2-FS-1133 11 8/23  1255 8/24  1205 -28.0 -10.0 2.4 2.1 2.8 K K JR JR

014 2-FSC-1178 10 8/23  1300 8/24  1210 -30.0 -9.0 2.4 2.4 3.0 K K JR JR

015 2-DF-1179 13 8/23  1330 8/24 1235 -30.0 -8.5 2.4 2.3 3.0 K K JR JR

016 2-DFC-1159 6 8/23  1340 8/24  1245 -30.0 -9.5 2.4 2.3 3.0 K K JR JR

017 2-WD-1071 15 8/23  1405 8/24  1305 -30.0 -9.5 2.2 2.2 2.8 K K JR JR

018 2-WDC-1180 8 8/23  1415 8/24  1315 -30.0 -10.0 2.4 2.0 2.8 K K JR JR

019 3-LS-1124 1 8/24  1000 8/25  0910 -30.0 -9.0 2.4 2.6 3.1 K K JR JR

020 3-CT-1186 5 8/24 1040 8/25  1015 -30.0 -8.0 2.4 2.1 2.8 K K JR JR

021 3-LV-1126 12 8/24  1135 8/25  1050 -30.0 -1.5 2.4 0.0 1.7 K K JR JR

022 3-FS-1148 11 8/24  1215 8/25  1130 -30.0 -11.0 2.4 2.2 2.9 K K JR JR
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479
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CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%
Sampler Canister Vacuum Mass Flow Corrected Weather

Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials
# Name Number Start End Start End Start End Flow Number Start End Start End

023 3-DF-1098 13 8/24  1240 8/25  1200 -30.0 -9.0 2.3 2.2 2.8 K K JR JR

024 3-WD-1062 15 8/24  1310 8/25  1230 -30.0 -9.5 2.5 2.0 2.8 K K JR JR

025 4-LS-1175 1 8/25  0915 8/26  0835 -30.0 -8.0 2.5 2.6 3.1 K K JR JR

026 4-CT-1153 5 8/25  1020 8/26  0920 -30.0 -8.0 2.4 2.0 2.8 K K JR JR

027 4-LV-1056 14 8/25  1100 8/26  1000 -30.0 -12.5 2.5 1.5 2.6 K K JR JR

028 4-FS-1064 11 8/25  1130 8/26  1030 -30.0 -11.0 2.4 2.2 2.9 K K JR JR

029 4-DF-1122 13 8/25  1205 8/26  1055 -30.0 -8.0 2.5 2.4 3.0 K K JR JR

030 4-WD-1171 15 8/25  1230 8/26  1115 -30.0 -12.0 2.5 2.0 2.8 K K JR JR

031 4-WD-TB-1152 VEHICLE 8/26  1120 N/A N/A N/A N/A N/A #VALUE! K N/A JR N/A

032 5-LS-1151 1 8/29  0835 8/30  0830 -30.0 -9.0 2.5 2.5 3.1 K K JR JR

033 5-LSC-1068 6 8/29  0840 8/30  0840 -30.0 -6.5 2.5 2.5 3.1 K K JR JR

034 5-CT-1142 4 8/29  0925 8/30  0920 -30.0 -8.0 2.6 2.4 3.1 K K JR JR

035 5-CTC-1177 5 8/29  0935 8/30  0925 -30.0 -7.5 2.5 1.9 2.8 K K JR JR

036 5-LV-1196 14 8/29  1020 8/30  0955 -30.0 -8.5 2.5 2.0 2.8 K K JR JR

037 5-LVC-1067 12 8/29  1025 8/30  1005 -30.0 -1.0 2.4 0.0 1.7 K K JR JR

038 5-FS-1050 11 8/29  1050 8/30  1045 -30.0 -9.0 2.6 2.3 3.0 K K JR JR

039 5-FSC-1066 10 8/29  1055 8/30  1050 -30.0 -8.0 2.5 2.5 3.1 K K JR SA

040 5-DF-1164 9 8/29  1120 8/30  1110 -30.0 -7.0 2.4 2.5 3.1 K K JR SA

041 5-DFC-1129 13 8/29  1125 8/30  1115 -30.0 -7.0 2.5 2.1 2.9 K K JR SA

042 5-WD-1128 8 8/29  1150 8/30  1130 -30.0 -7.5 2.5 2.1 2.9 K K JR SA

043 5-WDC-1090 15 8/29  1155 8/30  1135 -30.0 -6.5 2.5 1.9 2.8 K K JR SA

044 6-LS-1170 1 8/30  0835 8/31  0750 -30.0 -9.0 2.5 2.5 3.1 K K JR SA
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479
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CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.Sampler 1ccm    End Flow CriCanister Vacuum teria: 3.0 ccm +25%Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

045 6-LSC-1093 6 8/30 0840 8/31  0800 -27.0 -5.0 2.5 2.5 3.1 K K JR SA

046 6-CT-1089 4 8/30  0925 8/31  0835 -30.0 -9.0 2.5 2.7 3.2 K K JR SA

047 6-LV-1138 14 8/30  1000 8/31  0900 -30.0 -12.0 2.4 1.8 2.6 K K JR SA

048 6-FS-1060 11 8/30  1050 8/31 0950 -30.0 -10.0 2.6 1.9 2.8 K K JR SA

049 6-DF-1135 9 8/30  1110 8/31  1010 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

050 6-WD-1065 8 8/30  1135 8/31  1030 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

051 7-LS-1163 1 8/31  0755 9/1  0735 -29.0 -9.0 2.5 2.5 3.1 P P SA SA

052 7-CT-1088 4 8/31  0840 9/1  0810 -30.0 -10.0 2.5 2.4 3.1 P P SA SA

053 7-LV-1134 3 8/31  0910 9/1  0840 -29.0 0.0 2.5 0.0 1.8 P P SA SA

054 7-FS-1069 11 8/31  0955 9/1  0940 -30.0 -8.0 2.5 2.4 3.1 P P SA SA

055 7-DF-1051 9 8/31 1015 9/1  1000 -25.0 -3.0 2.3 1.2 2.3 P P SA SA

056 7-WD-1081 8 8/31  1035 9/1  1020 -29.0 -8.0 2.5 2.5 3.1 P P SA SA

057 8-LS-1149 1 9/1  0735 9/2  0830 -30.0 -8.0 2.4 2.4 3.0 P P SA SA

058 8-CT-1082 4 9/1  0815 9/2  0910 -30.0 -8.0 2.5 2.4 3.0 P P SA SA

059 8-LV-1085 12 9/1  0915 9/2  0930 -30.0 0.0 2.5 0.0 1.8 P P SA SA

060 8-FS-1075 11 9/1  0940 9/2  1000 -30.0 -10.0 2.5 2.4 3.1 P P SA SA

061 8-DF-1146 9 9/1  1000 9/2  1015 -30.0 -7.0 2.5 2.5 3.1 P P SA SA

062 8-WD-1150 8 9/1  1020 9/2  1030 -30.0 -10.0 2.5 2.5 3.1 P P SA SA

063 8-WD-TB-1057 VEHICLE 8/26 1400 9/6 0830 N/A N/A N/A N/A #VALUE! T-BLANK P P JR JR

064 8-WD-TS-1093 NO SAMPLE #64 N/A N/A N/A N/A #VALUE! T-SPIKE P P JR JR

065 9-LS-1125 1 9/6  0800 9/7  0800 -30.0 -9.0 2.5 2.1 2.9 K K SA SA

066 9-LS-FS-1101 6 9/6  0805 9/7  0750 -26.0 -4.0 2.5 2.3 3.0 F-SPIKE K K SA SA
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479
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CANISTER FIELD LOG SHEET
rProject: Methyl Bromide/Telone (MeSample Br/Telone) AmbienCanister Vacuum t Air Monitoring In Ventura CountyMass Flow Corrected Weather

Log Sample ID Start Flow Set: 3.0 +0.Date & Time 1ccm    End Flow CriDisplay teria: 3.0 ccm +25% AverageMeter Display Comment K,P,C,F&R Initials
# Name Number Start End Start End Start End Flow Number Start End Start End

067 9-CT-1103 4 9/6  0840 9/7  0840 -30.0 -11.0 2.5 2.3 3.0 K K SA SA

068 9-LV-1141 10 9/6  0910 9/7  0915 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

069 9-FS-1053 11 9/6  0930 9/7  0940 -30.0 -8.0 2.5 2.4 3.0 K K SA SA

070 9-DF-1145 9 9/6  1000 9/7  1000 -30.0 -7.0 2.5 2.5 3.1 K K SA SA

071 9-WD-1076 8 9/6  1010 9/7  1020 -30.0 -7.0 2.5 2.3 3.0 K K SA SA

072 10-LS-1167 1 9/7  0805 9/8  0755 -29.0 -6.0 2.5 2.5 3.1 K K SA SA

073 10-LSC-1139 6 9/7  0755 9/8  0805 -28.0 -7.0 2.3 2.3 2.9 K K SA SA

074 10-CT-1112 4 9/7  0845 9/8  0830 -30.0 -5.0 2.5 2.2 2.9 K K SA SA

075 10-CTC-1094 5 9/7  0850 9/8  0835 -30.0 -7.0 2.5 2.0 2.8 K K SA SA

076 10-LV-1123 10 9/7  0920 9/8  0900 -30.0 -8.0 2.5 2.6 3.2 K K SA SA

077 10-FS-1099 11 9/7  0945 9/8  0925 -30.0 -9.0 2.5 2.0 2.8 K K SA SA

078 10-DFC-1113 9 9/7  1005 9/8  0940 -30.0 -8.0 2.5 2.4 3.1 K K SA SA

079 10-DF-1087 13 9/7  1005 9/8  0950 -30.0 -5.0 2.5 2.2 3.0 K K SA SA

080 10-WD-1182 8 9/7  1025 9/8  1005 -30.0 -7.0 2.5 2.3 3.0 K K SA SA

081 10-WDC-1063 15 9/7  1030 9/8  1010 -30.0 -7.0 2.5 1.9 2.8 K K SA SA

082 11-LS-1165 1 9/8  0800 9/9  0805 -30.0 -5.0 2.5 2.5 3.1 K K SA SA

083 11-CT-1173 4 9/8  0835 9/9  0830 -30.0 -9.0 2.4 2.4 3.0 K K SA SA

084 11-LV-1162 10 9/8  0900 9/9  0850 -30.0 -6.0 2.5 2.3 3.0 K K SA SA

085 11-FS-1168 11 9/8  0930 9/9  0910 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

086 11-DF-1086 9 9/8  0950 9/9  0920 -30.0 -7.0 2.5 2.5 3.1 K K SA SA

087 11-WD-1061 8 9/8  1010 9/9  0930 -30.0 -8.0 2.4 2.4 3.0 K K SA SA

088 11-WD-TB-1074 VEHICLE 9/1 0830 9/12 1300 N/A N/A N/A N/A #VALUE! K K JR JR
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479
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CANISTER FIELD LOG SHEET

B

Log Sample ProID ject: Methyl Bromide/Telone (MeDate & Time Br/Telone) AmbienDisplay t Air Monitoring In Ventura CoAverageMeter Display untyComment K,P,C,F&R Initials
# Name Number StarStart t Flow Set: 3.0 +0.End 1ccm    EnStart d Flow CriEnd teria: 3.0 cStart cm +25%End Flow Number Start End Start End

089 12-LS-1092 1 9/12  0830 9/13  0817 -29.0 -8.2 2.5 2.5 3.1 K K JW JW

090 12-LS-FS-1178 6 9/12  0832 9/13  0816 -26.0 -4.0 2.4 2.5 3.0 F-SPIKE K K JW JW

091 12-LS-TS-1175 VEHICLE 9/8 1600 9/19 0800 N/A N/A N/A N/A #VALUE! T-SPIKE K K JW JW

092 12-CT-1186 4 9/12  0916 9/13  0905 -30.0 -7.0 2.4 2.5 3.1 K K JW JW

093 12-LV-1172 10 9/12  0950 9/13  0936 -30.0 -4.5 2.5 2.5 3.1 K K JW JW

094 12-FS-1084 11 9/12  1024 9/13  1007 -30.0 -8.4 2.5 2.0 2.9 K K JW JW

095 12-DF-1126 9 9/12  1052 9/13  1036 -30.0 -5.3 2.5 2.5 3.1 K K JW JW

096 12-WD-1132 8 9/12  1112 9/13  1108 -30.0 -6.8 2.5 2.3 3.0 K K JW JW

097 13-LS-1071 1 9/13  0824 9/14  0758 -28.8 -7.5 2.4 2.5 3.1 K K JW JW

098 13-CT-1158 4 9/13  0909 9/14  0848 -30.0 -6.5 2.5 2.5 3.1 K K JW JW

099 13-LV-1052 10 9/13  0939 9/14  0920 -30.0 -6.0 2.4 2.5 3.0 K K JW JW

100 13-FS-1111 11 9/13  1011 9/14  0954 -30.0 -9.5 2.5 2.0 2.8 K K JW JW

101 13-DF-1059 9 9/13  1044 9-14  1024 -30.0 0.0 2.5 0.0 1.8 K K JW JW

102 13-WD-1054 8 9/13  1114 9/14  1053 -30.0 -7.0 2.5 2.5 3.1 K K JW JW

103 14-LS-1073 1 9/14  0801 9/15  0756 -29.0 -7.5 2.4 2.1 2.8 K K JW JW

104 14-LSC-1161 6 9/14  0804 9/15  0759 -28.0 -6.8 2.5 2.3 3.0 K K JW JW

105 14-CT-1180 4 9/14  0851 9/15  0841 -30.0 -6.8 2.5 2.4 3.1 K K JW JW

106 14-CTC-1062 5 9/14  0854 9/15 0847 -30.0 -7.6 2.5 2.1 2.9 K K JW JW

107 14-LV-1056 10 9/14  0923 9/15  0925 -30.0 -5.0 2.5 2.6 3.2 K K JW JW

108 14-LV-XXXX 14* DID NOT RUN AD REGULATOR N/A N/A JW N/A

109 14-FS-1187 11 9/14  0957 9/15  0957 -30.0 -8.0 2.5 2.0 2.9 K K JW JW

110 14-FSC-1185 3 9/14  1000 9/15  1003 -30.0 -7.5 2.4 2.1 2.8 K K JW JW
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials5 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
# Name ProNumber ject: Methyl BromStart ide/Telone (MeEnd Br/TeloneStart ) AmbienEnd t Air MoniStart toring In VEnd entura CoFlow untyNumber Start End Start End

111 14-DF-1097 9
Star

9/14  1028
t Flow Set: 3.0 +0.

9/15  1025
1ccm    En

-30.0
d Flow Cri

-6.6
teria: 3.0 c

2.4
cm +25%

2.5 3.1 K K JW JW

112 14-DFC-1179 13 9/14  1032 9/15  1030 -30.0 -6.0 2.4 2.4 3.0 K K JW JW

113 14-WD-1105 8 9/14  1055 9/15  1049 -30.0 -7.0 2.4 2.5 3.0 K K JW JW

114 14-WDC-1137 15 9/14  1100 9/15  1055 -30.0 -8.5 2.5 1.9 2.8 K K JW JW

115 15-LS-1058 1 9/15  0801 9/16  0737 -29.0 -5.5 2.3 2.8 3.1 K C JW JW

116 15-CT-1098 4 9/15  0844 9/16  0812 -30.0 -8.0 2.4 2.5 3.1 K C JW JW

117 15-LV-1070 10 9/15  0929 9/16  0837 -30.0 -6.0 2.5 2.6 3.2 K C JW JW

118 15-LVC-1091 5 9/15  0933 9/16  0841 -30.0 -8.2 2.5 2.1 2.9 K C JW JW

119 15-FS-1133 11 9/15  1001 9/16  0904 -29.5 -9.0 2.5 2.1 2.9 K C JW JW

120 15-DF-1153 9 9/15  1027 9/16  0931 -30.0 0.0 2.5 0.0 1.8 K C JW JW

121 15-WD-1176 8 9/15  1051 9/16  1052 -30.0 -7.8 2.5 2.5 3.1 K C JW JW

122 15-WD-TB-1148 VEHICLE 9/8 1600 9/19 0800 N/A N/A N/A N/A #VALUE! T-BLANK K N/A JW JW

123 16-LS-1102 1 9/19  1030 9/20  1000 -30.0 -7.0 2.6 2.7 3.2 K C JR JR

124 16-LSC-1136 6 9/19  1035 9/20  1005 -29.0 -7.0 2.4 2.5 3.0 K C JR JR

125 16-DF-1064 13 9/19  1110 9/20  1050 -30.0 -6.5 2.5 2.5 3.1 K C JR JR

126 16-WD-1090 8 9/19  1130 9/20  1130 -30.0 -6.0 2.4 2.4 3.0 K C JR JR

127 16-WDC-1152 15 9/19  1140 9/20  1135 -30.0 -6.5 2.5 1.6 2.6 K C JR JR

128 16-FS-1089 11 9/19  1215 9/20  1205 -30.0 -9.5 2.5 2.0 2.8 K C JR JR

129 16-FSC-1128 3 9/19  1220 9/20  1210 -30.0 -9.5 2.5 2.0 2.8 K P JR JR

130 16-LV-1140 10 9/19  1245 9/20  1250 -30.0 -7.5 2.5 2.5 3.1 K K JR JR

131 16-LVC-1108 5 9/19  1250 9/20  1255 -30.0 -7.0 2.5 2.0 2.8 K K JR JR

132 16-CT-1166 4 9/19  1335 9/20  1335 -30.0 -7.0 2.4 2.3 3.0 K K JR JR
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End6 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
133 17-LS-1177 Pro1 ject: Methyl Brom9/20  1010 ide/Telone (Me9/21  0935 Br/Telone-29.5 ) Ambien-7.0 t Air Moni2.6 toring In V2.6 entura County3.2 C K JR JR

134 17-DF-1150 13
Star

9/20  1055
t Flow Set: 3.0 +0.

9/21  1030
1ccm    En

-30.0
d Flow Cri

-6.5
teria: 3.0 c

2.5
cm +25%

2.4 3.0 C K JR JR

135 17-DFC-1181 6 9/20  1100 9/21  1035 -29.0 -6.5 2.4 2.5 3.0 C K JR JR

136 17-WD-1106 8 9/20  1140 9/21  1100 -30.0 -8.0 2.4 2.3 3.0 C K JR JR

137 17-FS-1164 11 9/20  1215 9/21  1120 -30.0 -9.0 2.5 2.2 3.0 C K JR JR

138 17-LV-1075 10 9/20  1300 9/21  1200 -30.0 -8.5 2.4 2.4 3.0 K K JR JR

139 17-CT-1067 4 9/20  1340 9/21  1300 -30.0 -8.0 2.4 2.4 3.0 K K JR JR

140 17-CTC-1066 15 9/20  1345 9/21  1305 -30.0 -10.0 2.2 1.9 2.6 K K JR JR

141 18-LS-1147 1 9/21  0940 9/22  0945 -30.0 -7.0 2.5 2.5 3.1 K K JR JR

142 18-DF-1072 13 9/21  1040 9/22  1100 -30.0 -6.0 2.5 2.4 3.0 K K JR JR

143 18-WD-1105 8 9/21  1100 9/22  1125 -30.0 -8.0 2.4 2.4 3.0 K K JR JR

144 18-FS-1196 11 9/21  1120 9/22  1145 -30.0 -8.0 2.5 2.1 2.9 K K JR JR

145 18-LV-1050 10 9/21  1200 9/22  1210 -30.0 -5.0 2.5 2.5 3.1 K K JR JR

146 18-CT-1142 4 9/21  1310 9/22  1245 -30.0 -7.0 2.4 2.4 3.0 K K JR JR

147 19-LS-1138 1 9/22  0950 9/23  1020 -30.0 -7.0 2.5 2.5 3.1 K C JR JR

148 19-DF-1170 13 9/22  1105 9/23  1050 -30.0 -8.0 2.4 2.3 2.9 K K JR JR

149 19-WD-1122 8 9/22  1125 9/23  1110 -30.0 -9.0 2.3 2.4 3.0 K K JR JR

150 19-FS-1060 11 9/22  1150 9/23  1130 -30.0 -9.5 2.5 2.0 2.8 K K JR JR

151 19-LV-1104 10 9/22  1215 9/23  1150 -30.0 -5.5 2.4 2.5 3.1 K P JR JR

152 19-CT-1129 4 9/22  1245 9/23  1220 -30.0 -6.0 2.4 2.5 3.0 K K JR JR

153 20-LS-1110

154 20=LS-1110 1 9/26 0745 9/27 0730 -29.0 -8.0 2.5 2.2 2.9 R K SA SA
MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

155 20-LS-1149 6 9/26 0755 9/27 0723 -24.0 -3.0 2.5 1.9 2.7 R K SA SA7 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
156 20-CT-1086 Pro4 ject: Methyl Brom9/26 0830 ide/Telone (Me9/27 0820 Br/Telone-30.0 ) Ambien-7.0 t Air Moni2.5 toring In V2.5 entura County3.1 P K SA SA

157 20-LV-1167 10
Star

9/26 0855
t Flow Set: 3.0 +0.

9/27 0850
1ccm    En

-30.0
d Flow Cri

-8.0
teria: 3.0 c

2.5
cm +25%

2.5 3.1 P K SA SA

158 20-FS-1145 3 9/26 0915 9/27 0920 -30.0 -8.0 2.5 2.0 2.8 P K SA SA

159 20-DF-1099 13 9/26 0930 9/27 0950 -30.0 -7.0 2.5 2.2 3.0 P K SA SA

160 20-WD-1065 8 9/26 0945 9/27 1030 -30.0 -7.0 2.5 2.3 3.0 P K SA SA

161 21-LS-1093 1 9/27 0740 9/28 0740 -28.0 -6.0 2.4 2.2 2.9 K K SA SA

162 21-LSC-1141 6 9/27 0745 9/28 0745 -27.0 -6.0 2.3 2.3 2.9 K K SA SA

163 21-CT-1076 4 9/27 0820 9/28 0820 -30.0 -8.0 2.5 2.2 3.0 K K SA SA

164 21-CTC-1087 15 9/27 0825 9/28 0825 -29.0 -7.0 2.5 2.2 2.9 K K SA SA

165 21-LV-1053 10 9/27 0855 9/28 0850 -30.0 -9.0 2.5 2.5 3.1 K K SA SA

166 21-LVC-1088 5 9/27 0900 9/28 0855 -30.0 -9.0 2.5 2.0 2.8 K K SA SA

167 21-FS-1112 3 9/27 0930 9/28 0910 -30.0 -6.0 2.5 2.0 2.8 K K SA SA

168 21-FSC-1085 11 9/27 0935 9/28 0915 -30.0 -10.0 2.5 2.0 2.8 K K SA SA

169 21-DF-1080 13 9/27 1000 9/28 0935 -30.0 -30.0 0.0 0.0 0.5 K  K SA SA

170 21-WD-1173 8 9/27 1005 9/28 1005 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

171 22-LS-1107 1 9/28 0700 9/29 0750 -30.0 -7.0 2.5 2.4 3.1 K K SA SA

172 22-CT-1168 4 9/28 0820 9/29 0820 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

173 22-LV-1101 10 9/28 0850 9/29 0840 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

174 22-FS-1139 11 9/28 0920 9/29 099 -30.0 -7.0 2.5 1.9 2.8 K K SA SA

175 22-DF-1103 15 9/28 0940 9/29 0920 -30.0 1.8 2.5 1.8 2.7 K K SA SA

176 22-DFC-1082 6 9/28 0950 9/29 0925 -30.0 -6.0 2.5 2.5 3.1 K K SA SA
MFM Used #: 21421 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

177 22-WD-1068 8 9/28 1010 9/29 0940 -30.0 -8.0 2.5 2.0 2.8 K K SA SA

178 22-WDC-1094 3 9/28 1015 9/29 0940 -30.0 -7.0 2.5 2.1 2.9 K K SA SA8 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET

E

179 23-LS-1171 Pro1 ject: Methyl Brom9/29 0755 ide/Telone (Me9/30 0700 Br/Telone-30.0 ) Ambien-7.0 t Air Moni2.5 toring In V2.5 entura County3.1 K K SA SA

180 23-CT-1144 4
Star

9/29 0825
t Flow Set: 3.0 +0.

9/30 0730
1ccm    En

-30.0
d Flow Cri

-9.0
teria: 3.0 c

2.5
cm +25%

2.5 3.1 K K SA SA

181 23-LV-1163 10 9/29 0845 9/30 0750 -30.0 -9.0 2.5 2.5 3.1 K K SA SA

182 23-FS-1169 11 9/29 1005 9/30 0805 -30.0 -8.0 2.5 2.5 3.1 K K SA SA

183 23-DF-1134 15 9/29 1020 9/30 0820 -30.0 -8.0 2.5 2.3 3.0 K K SA SA

184 23-WD-1113 8 9/29 0945 9/30 0835 -30.0 -7.0 2.5 2.3 3.0 K K SA SA

185 23-WD-TS-1146 VEHICLE 9/30 0840 N/A N/A N/A N/A N/A #VALUE! TRIP SPIK K K SA SA

MFM Used #: 21024 Slope: 1.052 Intrcpt: 0.479

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

9 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%

MFM Used #: Slope: Intrcpt:

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

10 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%

MFM Used #: Slope: Intrcpt:

Sampler Canister Vacuum Mass Flow Corrected Weather
Log Sample ID Date & Time Display Meter Display Average Comment K,P,C,F&R Initials

# Name Number Start End Start End Start End Flow Number Start End Start End

11 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)



CANISTER FIELD LOG SHEET
Project: Methyl Bromide/Telone (MeBr/Telone) Ambient Air Monitoring In Ventura County

Start Flow Set: 3.0 +0.1ccm    End Flow Criteria: 3.0 ccm +25%

MFM Used #: Slope: Intrcpt:

12 of 12  Weather Codes: K = Clear, P = Partly Cloudy, C = >67% Cloudy, F = Fog, and R = Rain (any)
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TO:  Mac McDougall, Manager 
  Special Purpose Monitoring 
 
FROM: Russell Grace, Manager  //s// 
  Special Analysis Section 
 
DATE:  October 6, 2006 
 
SUBJECT: UPDATED METHOD VALIDATION DATA FOR ANALYSIS OF 

BROMOMETHANE AND 1,3-DICHLOROPROPENE 
 

 
One of the responsibilities of the Special Analysis Section in providing laboratory 
support for the pesticide air monitoring program is laboratory analytical method 
development.  By way of this memo, I am providing you with an update to the method 
validation data generated in the development of the bromomethane (methyl bromide) 
and 1,3-dichloropropene (Telone) analytical method.  The attached tables contain the 
currently available data generated to determine the method detection limit (MDL), 
estimated quantitation limit (EQL), reproducibility, storage stability and low pressure 
study.  
 
The low pressure study entailed spiking a canister with a known amount of the target 
analytes, pressurizing the canister to 1.0 psi, drawing 400-ml samples from the canister, 
analyzing those samples, and observing at what point the analytical results fell outside 
the control limits.  The purpose was to determine at what vacuum the analytical results 
would still be valid.  It was determined that reliable results could be gained from a 
canister with a vacuum of at least -2.7 mm Hg for all three analytes.  At -5.4 mm Hg, 
bromomethane still had a recovery of 84.8% while both cis- and trans-1,3-
dicloropropene had recoveries just below 80.0% 
 
If you have any questions, please contact Mr. Michael Orbanosky at 322-2367, Ms. 
Karen Fletcher at 322-2430 or me at 322-2496. 
 
Attachment 
cc:  Michael Poore 
      Michael Orbanosky  
      Karen Fletcher  
      T. E. Houston 
      Jack Romans 
 
 



 

 

METHOD DETECTION LIMIT (MDL) AND ESTIMATED QUANTITA TION LIMIT (EQL) 
 

s = the standard deviation of the concentration calculated for the seven replicate spikes.  
 

For bromomethane :  s = 1.78 ng/m3 
MDL = (3.14)*(s) = (3.14) *(1.78) = 5.58 ng/m3 
EQL = (5)*(MDL) = (5) *(5.58) = 27.90 ng/m3 
Assume 1:1.79 dilution for pressurization of sample;  
LOD = 5.58 ng/m3 * 1.79= 9.99 ng/m3,   
EQL=27.90 ng/m3 * 1.79= 49.94 ng/m 3 
 
For cis-1,3-dichloropropene :  s = 9.80 ng/m3 
MDL = (3.14)*(s) = (3.14) *(9.80) = 30.76 ng/m3 
EQL = (5)*(MDL) = (5) *(30.76) = 153.80 ng/m3 
Assume 1:1.79 dilution for pressurization of sample;  
LOD = 30.76 ng/m3 * 1.79= 55.07 ng/m3,   
EQL=153.80 ng/m3 * 1.79 = 275.34 ng/m 3 
 
For trans-1,3-dichloropropene :  s = 7.29ng/m3 
MDL = (3.14)*(s) = (3.14) *(7.29) = 22.90 ng/m3 
EQL = (5)*(MDL) = (5) *(22.90) = 114.50 ng/m3 
Assume 1:1.79 dilution for pressurization of sample;  
LOD = 22.90 ng/m3 * 1.79= 40.99 ng/m3,   
EQL=114.50 ng/m3 * 1.79 = 205.00 ng/m 3 

 
The dilution factor reflects the expected dilution of the field sample when the canister is 
pressurized to approximately five (5) psig just prior to analysis.  This dilution factor 
(1.79) is used to adjust the EQL value and must be factored in for actual quantification 
of samples. 
 
The requested EQL’s for bromomethane and 1,3-dichloropropene were 0.10 and 0.50 
µg/m3, respectively.  Based on a 400-ml sample size the EQL’s achieved are 0.050 
µg/m 3 for bromomethane, 0.3 µg/m 3 for cis-1,3-dichloropropene and 0.2 µg/m 3 for trans-
1,3-dichloropropene.   



 

 

TABLE 1 
 

REPRODUCIBILITY STUDY  
 

 
 
 

Low level 

Bromomethane 
(ng/m 3) 

Cis-1,3-
Dichloropropene  

(ng/m 3) 

Trans-1,3-
Dichloropropene  

(ng/m 3) 

1 24.66 14.69 14.14 
2 23.99 15.32 14.63 
3 25.33 14.36 13.73 
4 25.30 14.08 13.24 
5 25.86 14.73 14.74 
    

Average 25.03 14.64 14.10 
SD 0.72 0.47 0.63 

RSD 2.87 3.18 4.44 
    
    

Medium Level     
1 177.09 94.01 94.16 
2 176.67 92.52 92.84 
3 175.25 90.70 91.70 
4 175.98 91.19 91.55 
5 177.10 89.91 90.59 
    

Average 176.42 91.67 92.17 
SD 0.80 1.62 1.37 

RSD 0.45 1.76 1.49 
    
    

High Level    
1 734.87 381.26 399.77 
2 735.48 378.14 397.62 
3 734.39 379.70 392.16 
4 729.69 372.43 383.63 
5 736.71 375.76 388.84 
    

Average 734.23 377.46 392.40 
SD 2.68 3.47 6.54 

RSD 0.37 0.92 1.67 
 
 
 



 

 

 
TABLE 2 

 
STABILITY STUDY 

 
Bromomethane Cis-1,3-dichloropropene Trans-1,3-dichloropropene Time 

(days) 
Canister 
Number 

Area 
analyte/Area 
Internal Std 

Recovery 
(%) 

Area 
analyte/Area 
Internal Std 

Recovery 
(%) 

Area 
analyte/Area 
Internal Std 

Recovery 
(%) 

0 DPR1075 0.797 105 0.346 94 0.326 95 
 DPR1150 0.785 108 0.331 94 0.303 91 
 DPR1147 0.791 106 0.324 89 0.301 88 

1 DPR1075 0.813 108 0.309 84 0.288 83 
 DPR1150 0.793 109 0.298 84 0.278 84 
 DPR1147 0.797 106 0.313 86 0.293 86 

12 DPR1075 0.808 103 0.295 97 0.280 99 
 DPR1150 0.793 105 0.282 96 0.265 97 
 DPR1147 0.799 103 0.278 93 0.258 92 

22 DPR1075 0.396 108 0.162 99 0.159 123 
 DPR1150 0.377 107 0.151 97 0.145 117 
 DPR1147 0.386 106 0.154 96 0.148 116 

36 DPR1075 0.476 98 0.159 96 0.157 93 
 DPR1150 0.398 100 0.156 98 0.153 94 
 DPR1147 0.399 98 0.164 100 0.158 95 

43 DPR1075 0.411 112 0.164 114 0.160 112 
 DPR1150 0.395 114 0.168 121 0.166 120 
 DPR1147 0.401 113 0.163 114 0.159 112 

54 DPR1075 0.408 108 0.180 108 0.181 112 
 DPR1150 0.397 109 0.169 105 0.169 108 
 DPR1147 0.409 109 0.177 107 0.172 107 

72 DPR1075 0.391 102 0.214 97 0.187 98 
 DPR1150 0.396 108 0.216 102 0.190 103 
 DPR1147 0.382 101 0.213 98 0.186 98 

 
 
 



 

 

TABLE 3 
 

LOW PRESSURE TEST 
 

Bromomethane 
(ng/m 3) 

 
target:788 

Cis-1,3- 
Dichloropropene 

(ng/m 3) 
target:503 

Trans-1,3- 
Dichloropropene 

(ng/m 3) 
target:503 

 
 

Canister 
Pressure 

(Canister DPR 
1157) 

Results % 
Recovery 

Results % 
Recovery 

Results % 
Recovery 

1.0 psi 801.0  101.6 481.98 95.8 470.92 93.6 
0 psi 806.14 102.3 486.78 96.8 477.08 94.8 

-2.7 mm Hg 782.95 99.4 462.03 91.9 456.53 90.8 
-5.4 mm Hg 668.13 84.8 390.38* 77.6 385.38* 76.6 
-8.0 mm Hg 572.03* 72.6 330.45* 65.7 325.48* 64.7 

 
Control Range (±20 %) bromomethane:   630.4 – 945.6 ng/m3 
    cis-1,3-dichloropropene:  402.4 – 603.6 ng/m3 
    trans-1,3-dichloropropene:  402.4 – 603.6 ng/m3 
 
Sample size: 400 ml 
 
* bold numbers indicate that the results were outside the established control limits 
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